P Grievance Meeting ADP Scheme "Program for Revamping of Emergencies at Teaching Hospitals in Punjab (Sheikh Zayed Hospital, R.Y. Khan)

Grievance submitted by:

Financial Year 2021-22 Held On 30-11-2021

M/s Sigma Intl.
. . Observations raised by Technical vi ical - Decisi f th
Sr. No Item Name Model - Make Status servati : V) i Reply by the firm Review by thg Technical _ emsmn.o e
Committee Member Committee
Electronic Autoclave ' Celit ' Na Automatic |
ronic Au . e ] N N
1 1STU AC-450 Hi; rg:, Non Responsive | motorized/pneumatic single door | Reply submitted by firm. Objection Removed. ~ Objection Removed.
. ungary. system ' '
Responsive
Grievance submitted by: M/s Total Technologies {Pvt.) LTd.
- Observations raised by M/s Tota! Technologies agamst the M/s Sngma Intl. _
. . . Review hnical Decision of the
Sr. No Item Name Model Make ' Status of M/s Observations Raised by Firms Reply by the firm iew by the Technica ectst -o
. . : Slgma Intl. ‘ : : : Member Committee
Medium Steam Sterilizer Celitron ' ' ' . " '
i | A-666 ! : ive observations given below
4 5TU - Hungary Responsive &
Observations .
i {Temperature & Pressure recorder Reply submitted by the firm QOhjection Rejected Objection Rejected
Chamber & Door are made
on stainless steel 316L. But
Jacket is made of stainless
= ' . teel 304 tioned i : " '
i |Chamber, jacket and doors made of AlISI316 L/Ti. Reply submitted by the firm swee asmen |.or?e n Ohservation Stand.
: _ Technical & Operational : :
Manual of Azteca A series of.
. Celitron. _
Therefore ObserVation Stand; _
ji - Thé.system completes with built-itr water saving system, 'auto-rhati_c heat exchanger and air detector. " Reply submitted-by thefirm 'Objection Rejecied' Objection Rejected
e . g _
o UPS of suitable capacity with minimum 15 minutes for-controlter cum display for momtorlng and controlllng of | Buiit-in B.atterles powere S . L .
v backup available for. more.than Objection Rejected . Objection Rejected
. parameters. durlng power sheddmg provnded/mstaﬂed by the manufacturer, . : - :
15 minutes. _ : o
v Verlfv their sole authorlzatlon with the prlncnpal Reply smeitted by't'he firm . Objection Reje_cted- ' Objection Rejected
.~ |m/s sigma Intl. has no past experience in this fueld . R '
vi /s Sig R T . e ,,oR;epIy submitted by the f[rm Objection Rejected Objectmn Rejected
No Inventory, caliberation tools. o ey ol TRANLY & T _ : o
: - g ’ TR i
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Grievance submitted by:

M/s Total Technoiogies (Pvt.) LTd.

Observations raised by M/s Total Technologies against the M/s Sigma Intl,

i . X - : Review by the Technical Decision of the
Sr. No Item Name Model Make Sta.tu? of Ml s Observations Raised by Firms Reply by the firm Teview by the Techni : .
o Sigma Intl. . Member Committee
: Electronic Autoclave i ) ] - )

1 _ AC-450 Celitron, Non-Responsive observations given below

15TU Hungary ' -

Observations
i. |Temperature & Pressure recorder Reply submitted by the firm Observation Rejected Qhservation Rejected

Chamber & Door made of
stainless steel 316 but jacket
i - |Chamber, jacket and doors made of AISI316 L/Ti Reply submitted by the firm Is made {_)f stmuless steel _30 Observation Stand
: _ : o : : as mentioned in declaration
of material letter provided.
Observation Stand.
i |The system completes with built-in water saving system, automatic heat exchanger and air detector. Reply submitted by the firm . Observation Rejected: Ohservation Rejected
T Batter .

. UPS of:suitable capacity with minimum 15 minutes for controlter cum display for monltorlng and controlling of Built-in 'a eries powereq , ) L . . :
v backup availabte for more than Observation Rejected Observation Rejected

parameters during power shedding prowded/mstalled by the manufacturer 15 minutes i .

inutes. - .

v |Verify their sole authorization with the principal. Reply submitted by the firm - Observation Rejected Observation Rejected
vi |M/s Sigma Intl. has no past experience in this field. No Inventory, cal[berat:on tools Reply submitted by the firm . Observation Rejected Observation Rejected

Grievance submitted by:

M/s Clincial Life Inc. -

Observations raised by M/s Clinical Life agamst the M/s Slgma Intl.

Non-Responsive

: f Ob tions raised b M s Clincial _ i hnical Decision of the
Sr. No  item Name Mo del Make Status of M/s servati i y M/ Reply by the firm Review by the Tgc nica ecnsnon- .
: - Sigma Intl. Life Inc. Member Committee
Electronic-Autoclave - : i L . - '
1 ectronicAd Ve AC-450 Cgllt_ron, | Non-Responsive observations given below
1S5TU Hungary . .

Observations..

In tender specification demanded chamber shape is rectangular but the quoted model of M/S Sigma
International has round chamber

Reply submitted by the firm

_. Objection Rejected. -

Objection Relected.

In teﬁder Specification demanded-Automatic motorized/ pneuma_tic single door system but the guoted model

of'M/S Sigma International has hinged door{s) system not motorized or pneumatic door system.

“1The vacuum autoclave machlne is supplied with elther lor2 hmged door{s) with an automatlc door locklng

device.

" Reply submitted by the firm-

Objection Rejected.-

Objection Rejected.
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|in tender specification demanded Air detector but the quoted model of M/S Sigma International has no air

' Reply submitted by the firm

Objection Rejected;

" Objection Rejected.

_|In tender sbecification' demanded suitable UPS with minimum 15 minute but the quoted model of M/S Sigma

detector. Air detector not verify from brochure and online official website.

Built-in Batteries powered

International has no UPS and this feature not verifiable from brochure and online official website. backup av;;li:!: f;)r more than Objection Rejected. Objection Rejected..
' inutes.
As per Bidding document’s Clause # 29.2 Knock down Technical Evaluation Criteria. ' . .
: _ _ . I . ‘ . Reiected.
V' IThe bidder has no valid past performance satisfactory certificates of quoted produict. Reply by the firm Objection Rejected Objection Rejected.
Responsive -
Grievance submitted by: ~ M/s Clincial Life Inc.
Observations raised by M/s Clinical Life against the M/s Sigma Intl _ _
. Observations raised by M/s Clincial i ical Decision of the
Sr. No Item Name Model Make Sta.tus of M/s _ rati r_alse v M/s Clincia Reply by the firm Review by the Technica ecnsmn.
_ : : Sigma intl. Life Inc. Member Committee
1 MEDIUM STEAM. A-666 Celitron - Non-R si observations given bel
STERILIZER 4 STU - elitron on-Responsive rvations given below
‘|Observations
Chamber & Door are made
. on stainless steel 316L. But
In tender specification demanded chamber, Jacket and doors are made of AISI 316L/Ti. But the quoted model of Ja;ckclagg4made of:tam(lje_ss
i . |M/S Sigma International has only Chamber is made of AfSI 316L/Ti and other Jacket & Doors and only made of Reply by the firm stee . as men |or_|e " Observation Stand
i : Technical & Operattonal
normal stainless steel. - .
Manual of Azteca A series of
Celitron.
~|Therefore Observation Stand.|.
. In tender specification demanded Air detector but the quoted model of M/$S Slgma Enternatlonal has no air : . . o : B , )
ii Reply by the firm Observation Rejected, Obhservation Refected.
. detector C . - o .
’ . ] - N ) ‘7! ‘. .
_Iin tender specification demanded suitabie UPS with minimum 15" mlnute but the quoted model of M/S Slgma Built-in l%aj:tenes p°"‘.'?re ) L _ ) .
ifi ‘backup available for more than |Observation Rejected. Observation Rejected.
: Internatlonai has not UPS. UPS not verify from brochure and online official website. . .
) 15 minutes. i i
.iv- |The Firm-has no satisfactory past performance for the quoted product. - _— Reply by the firm. Observation Rejected. .|Observation Rejected.
' \c\\i'\'\\% oL ) )
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Grievance submitted by: -

N_I]s Global Marketing Services

. : Status of M/é Observations raised.by Technical : i Review by the Technical : Decision of the
B Item Narm : : Reply by the fi . .
Sr. No ame Mode! Make Mediland Committee epY v the firm Member Committee”
Steris ' : . .
. |[Medium Stearn Sterilizer : Valid Manufacturing License ,
® i i N : i by fi jon Stand. Observation Stand.
1 4STU AMSCO ®400 Corr:j);tlon Non Responsive (Embassy Attested) Not Provided No Reply submitted b\{ firm Obsgrvatlon 5 ah servati !

Grievance submitted by:

M/s Clincial Life Inc.
Observations raised by M/s Clinical Life against the M/s Global Marketing Services.

Non-Responsive

Item Name

Make

Status

Observatlons raised by M/s Clincial

Review by the Technical

Decision of the

USA. -

1 Sr. No Model " Life Inc. I.!.eply by the firm Member | Committee
"~ "|Medium Steam Sterilizer ' Sterls' . _ .
1 4 STU. : AMSCO ®400 [ Corporation [ Non Responsive - observations given below

Obse_ivations

The firm has no Satisfactory Past perfo'rmance of the bidder for the quoted product. '

No Reply submitted by the firm

Observation Stand.

Observation Stand.

The flrm has no Workshop facility with relevant tools and trained technlcal staff with inventory report &
_ avallablllty of spare parts of the quoted product.

No Reply submitted by the firm

Observation Stand.

"~ Observation Stand.

Air detector is not available in quoted model AMSCOC 400,

No Reply subh’!itted by the firm

Observation Rejected.

Obsérvation Rejected.

uPS of suitable capacity with minimum 15 minute or the controller cum display for the monitoring and
controlllng of parameters during power shedding prowded/lnstalled by the manufacturer.

No Reply submitted by the firm

Observation Stand.

Observation Stand.

‘Grievance submitted by:

. M/s Mediland Pakistan.
Observations raised by M/s Medicat Paklstan against the M/s Clinical Life

Non-Responéive

Observations raised by \M/s Clincial|

- Review by the Techmcal

Decision of the

Sr. .!\.lo Item. N?@e Model B Make Status Life Inc. | Reply by the flr:m.  Member Committee
Electronic Aufociave Steri 21*AIVC ‘
; : R AJ la - Responsive obseryations given below -
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Observations

Quality of the Stainless-Steel chamber-and Jacket is not standard, therefor it is also technically rejected from
PIC, FIC, and DHQ Sargodha '

Reply submitted by the firm'

Observation Rejected.

Observation Rejected.

Temp and pressure recorder is not available in their model, sa machine will not be able to recode the previous
data. ' .

Reply submitted by the firm

Observation Rejected..

Observation Rejected.

Quoted Models does not have satisfactory p'ast- performance in Punjab

Reply submitted by the firm

Observation Rejected.

Observation Rejected.

Grievance submitted by:

M/s Mediland Paksitan

Observations raised by M/s Mediland against th'e M/s Medical Equipment System

Responsive

: . : ) . Observations; o - : Review by the Technical Der;isio'n of the
-Sr. Item Name : ) i S
| _Sr No _ Model _ Make | Status of (if Rejected) Reply by the ﬂrrp Member Committee
Electrohydraulic OT ' .o S -
i Table KM-401 Paramount Responsive observations given below
" |Observations

"tLeg plate: up 18° Degree /down 90°, Not According to advertised Specifications.
+{This is a major deviation which shall be considered: for technical evaluation. The technical offer of KM-401 shall

.- _»|be rejected on these grounds.

Reply submitted by the firm

Observation Removed

Observation Removed

Grievance submitted by:

M/s Total Technologies {Pvt.) LTd.

Observations raised by M/s Total-TechnoIogieS against the M/s Mediland

‘ Responsive

‘Decision of the

. - _ — T Status of M/s Observations L Review by the Technical
- SF. Item Name Repl he fi T S
50 Ne - Model Make | Mediland (1 Rejected) eply by the firm Member Committee
Medium Steam Sierilizer | Getinge ' a o -
B ' ! ] i observations given below
1 4STU _ GSSG?HlO_ Poland Responsive ) servati giv :

Observations

“{Thé systemn cdmpletes with built-in water-saving system, automatic heat exchanger and air detector,

.Reply' submitted by the firm

Heat exchanger & Air
Detector available in service

- manual while water saving
systerm available in product |

_specification.
Observations Rejected.

Observation Rejected.
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. Grlevahce submitted by:

M/s Total Technologies {Pvt.) LTd.

Ubservations raised by M/s Total Technolognes against the M/s Mediland

i " Status of M/s Observations _ . Review by the Technical Decision of the
Sr.No Item Name- Mode! : M k . Reply by the fi o
axe Mediland {If Rejected} eply by the firm Member Committee
1 |Electronic Autoclave HS 33 i:'::;’ Responsive observations given below

Observations

Chamber, jacket and doors made of AlSI 316 L/Ti, Offered model door is made up of Aluminium.

Reply submitted by the firm

Door is made of Aluminium
as mentioned in service
~ manual of HS 33.
‘Observation Stand °

Observation Stand

The system completes with built-in water saving system, automatic heat exchanger and air detector.

ii ~ Reply submitted by the firm. QObservation Rejected. Observation Rejected.
‘Non-Responsive
Grievance submitted by: M/s Clinical Life
Observations raised by M/s Clinical Life against the M/s Mediland
: - . . _ Status of M/s Ohservations - : Review by the Technical _Decision of the
Sr..No Item Name Model Make \ i
: oaet . : Mediland. - {If Rejected) Reply by the firm . Member Commiittee
1 |Electronic Autoclave HS 33 GP?I!::; Responsive: observations given below
Observations
In tender specification; it is required that material of Jacket must be 3161, But there is no jacket outside the
. |chamber of quoted autoclave made of 316L stainless steel. . . 5 . . . , :
i Reply submitted by the firm Observation Rejected. Observation Rejected.

In fact there is electrical jacket i in this autoclave whiich produces heat. Quoted model of M/S Medlland has
deficient and i is not meeting the spemflcatlon required by the hospital.

In tender specification, lt is required that material of Door must be 316L.But the matenal of Door of quotec{

- Imodel is:not 316L. Please find the attached manual of guoted model which shows that material of door is of

“EN-AW 5754H111"” Which is an Aluminum Alloy. Please find data sheet of this alloy for your kind reference.

- Reply submitted'by-theﬁrm :

Door is made of Aluminium
.as'mentioned in service
manual of HS 33.
Observation Stand

" Observation Stand

Tender specification required that UPS with minimum 15 minute baekup shotld be Provided/Installed by

Manufacturer But the quoted model has no UPS and this feature not verlflab!e from brochure and online
official website. N

- Reply submittéd by the firm.

- QObservation Rejected. .

. Observation Rejected.

In tender specification demanded “air detec > : e
But this feature cannot be verified fco{r\\ iRg date/ broc avai'lab‘{%@%%em;it .

g
o

o

Reply submitted by the firm

HSS Manual.
L, Qbservation Rejested.

Air Detection mentioned in-

- Observation Rejected.
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Grievance submitted by:

M/s Eastern Medical Technology Services

. Status of M/s Observations Review by the Technical Decision of the
Sr.N ftem Name Model Mak : i ;
° ' ode ake Mediland (If Rejected) Reply by the firm Member Committee
As pér mail reéeived from the
SIARE Siare Engineering, Italy, this

1 Transport Ventilator FALCO 207 ENGINEERING Non R . No Registration Certificate Provided Reol bmi t- d b. i m;de: F:}Ico ‘2102 has becotrlne Non-R i

Paeds INTL GROUP on Responsive and not a sole distrlbutor eply submitted by firm chsole .eat? consequently on-Responsive

[TALY ‘ . : authorization cancelled to
M/s Eastern.
Observation Stand.
. ) . o Electric Height adjustment is 78 : .
Electrohydraulic OT | 5000 Series Medifa . ec‘ richiet M ntis 780 . , - .

2 o Non Responsive | mm instead.of 750 to 1000 mm or Reply submitted by firm Observation Rernoved. Responsive

Table (504220) Germany : '

3 . : more.

. o _ Medifa , N . . ' ) . ” ' _—
3 | . Mobile O.T Light 504220 Germany Non Responsive |No Registration Certificate Provided Reply submitted by firm Observation Removed. Responsive
. ) Ultrasound . ) -
4 : Sonicaid DP-250 Technologies { Non Responsive |No Registration Certificate Provided Reply submitted by firm- Observation Removed. Responsive
UK )

Grievance submitted by:

- M/fs Radrant Medical (Pvt Y LTd.

Observations raised by M/s Radiant Medical agalnst the M/s Easterh Medical

- S . Status of Eastern - Observations ) L Review Bythe Technical - Decision of the
Sr.N Item Name Modeél Mak N . Reply by the fi - '
r-No L ode viake -Medical raised by Firm eply by ',! irm Member Committee
SIARE
1 Transport ventilator Falco 202 E!Nmi:;N;:gm? Non-Responsive observations given below
' ITALY ' o '
. Observations - f}% \ ‘éx\""“ _
/ i ' TN e m UL Sf»”
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| /s Radiant Medical is the sole distributor of M/s Siare , Italy for the quoted product. |

Reply submitted by the firm.

~M/s Eastern for the quoted

As per email receive from the
Siare Engineering, Italy, this
model Falco 202 has hecome
obsolete and conseguently

~ authorization cancelled to

model. Therefore,
Observation Stand.

" Observation Stand

Non-Responsive

Grievance submitted by: M/s Vital Care
: . Observations o Review by the Technical Decision of the
-Sr.No tem Name Meodel Make Status (If Rejected) . Reply by the f|_rm Member ; Committee
P .. |- Company profile page provided |. . ] _ ]
2 |Sonicaid ES-102EX: Hadeco Inc | MNon Responsive. : . . . No Reply submitted by firm Observation Stand. Observation Stand.
g . . ekcept registration certificate '

‘Grievance submitted by:

M/s MED IMPEX

i Observati.ons raised by M/s MED IMPEX against the M/s Vital Care

Non-Responsive

_ L . ' Status of M/s Vital. - Cbservations : _ i Review by the Technical Decision of the
Sr. No _.Item Name Model Make Care. (If Rejected) Reply by the firm _ Member Committee
.1 |Sonicaid - . £5-102EX | Hadecoinc | Non-Responsive . abservations given below

Observations

. Thé' Heart Measurment range is (60-240 bpm) of offered Model: ES-102EX Make: Hadeco Inc., Japan by Vital
i ]cAre but this range (50-210 bpm is demanded in the specnfrcatmn The Sonlcad that M/s Vital CAre has quoted .
" |cioes not meet the advetisted specification,

Reply submitted by the firm

Heart Range not found in any
literature of the quoted
mode! ES-102 EX .
Therefore observation Stand.

Observation Stand.
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Grievance submitted by:

'M/s Total technologies 7
o W ] . N N h e I . . )
Sr. No Item Name Model Make Status Observations rals?d by Technica Reply by the firm Review by the Technical Decusmn'of the
. Committee Member Committee
' . o LM MEDICAL Satisfactory Past Performance is not ' ,
1 . Pendant Anesthesia OK1-ISOLA Non Responsive 4 . Reply submitted by the firm QObservation Removed. Q’béﬁﬂ/ v W
ITALY ) provided - /Q&Wm%.—
. . LM MEDICAL| = Satisfactory Past Performance is not ' W )
2 Pendant surgical OKi-ISOLA ¢ Non Responsive ¥ - Reply submitted by the firm Observation Removed. b4 ,7{ '
ITALY provided . @W -
Electronic Autoclave UNISTERI MMM ) o _ No Autom:_atlc. . . Doo.r‘ Systetn is A.utomatlc.as . .
3 (1STU ) S1336.1 GROUP. Non Responsive | motorized/pneumatic single door |. Reply submitted by the firm [mentioned in online technical| Observation Removed.
GERMANY systeém is not available. ) brochure for Unisteri SL
Responsive
Grievance submitted by: M/s Clinical Life - -
Observatic_ms'raised by M/s Clinical Life against the M/s Total Technologies (Pvt.)LTd 7 .
- Status of M/s Total | " Observations Review by the Technical Decision of the
. [Item Name . _
Sr. No Mode! Make Technologies (If Rejected) Reply by the firm Member Committee
. : . MMM .
. ) i i SL336 ' . .
1 |Electronic Autoclave Umste;u SL33 Group, Non-Responsive observations given below
Germany :

Observations '

i No Automatic motorized/pneumatié single door system available in the quofed model.

| Reply subrnitted by the firm

Door System is Automatic as
mentioned in online.technical
brochure for Unisteri St

Observation Rejected.

i [Fully automatic, programmmable microprocessor type safety interlocks for the door.

Reply submitted by the firm

Observation Rejected

Observation Rejected

UPS of suitable capacity with minimum 15 minute or the controller cum display for the monitoring and
controlling of parameters during power. shedding provided/installed by the manufacturer. _

Reply submitted by the firm

Observation Rejected

Observation Rejected
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Grievance submitted by:

M/s Vertex Medical (Pvt) Ltd.

. - Status of M/s Observations . Review by the Technical Decision of the
. Sr. N Item Name Model Mak Reply by the fi R
r-No ode ake Mediland (if Rejected) eply by the firm Member Committee
. ' ALVO . . - - : Registration certificate :
Electrohydraulic OT - | Registrat tificat t fied : :
1 T:ble ETUDA 4-02 MEDICAL Non Responsive gistration Cirnllilr::: € not verhe Reply submitted by firm verified online. Responsive
: POLAND o : Observatin Removed. :
SORIMA E _
: i HOSPITAL . - : . . Registration certificate
: . . . Online Not verified as per given . ; . . .
2 |Pendant (Anest_hesm) MOTION DEVELOPME | Non-Responsive website address : Reply submitted by firm verified online. Responsive
NT (SHD) i Observatin Removed.
ITALY : '
SORIMA . -
Pendant HOSPITAL . . X . Registration certificate
. ] i . . Cnline Not verified registration : . o " . i .
3 _( surgical ) MOTION | DEVELOPME [ Non Responsive certificate Reply submitted by firm verified online. Responsive
NT (SHD) : Observatin Removed. ’
TALY 7
. . Model not mentioned in Provided Rexistration certificate
. : . p ) : egistrati
Medium Steam Sterilizer E PA| . Ministry Letter & also not provided
4 VS 4/2 EfV STEELCO, SPA| . Non Responsive | Y o .p - Reply submitted by firm ) verified online. Respaonsive
A5TU ITALY online verification of Registration ‘ - .
’ o : - - Observatin Removed. :
Link
. Model not mentioned ih Provided Registrati rificate
. . L L egistration certifi
Electronic Autoclave STEELCO, SPA L Ministry Letter & also not provided : . _ . ] . )
5 (1STU) VSI1/1 E/N [TALY Non Responsive online verification of Registration Reply submitted by firm verlfle.d Ol"l|lr.le. Responsive
: : . ‘ Observatin Rerioved.
Link :
Grievance submitted by:- M/s Clinical Life Inc
Observations raised by M/s Clinical life against the M/s Vertex Medical . ]
: B Status of Vertex Observations ‘ - Review by the Technical Decision of the
. ) Item Name - i ’ ‘ ’
_Sr No_ a . Model Make " Medical {If Rejected) Reply by the fir_m Member Committee
Electronic Autoclave STEELCO
1 o ’ : ‘VS1/1E . ! Non Responsive -cbservations given below
sty / SPA, ttaly | OnRESP . i

Observations,

* [The quoted model has no Automatic heat exchanger and air detector:

: Reply'submitted by the firm '

Observation Rejected.

OIbservation Rejected.

UPS of suitable capacity with minimum 15 minutes backup for controller cum dis;ela\u for monitoring and
: L ona

controlling of parameters provided/installed by the mgqufactu,rer/ M g\r\_%i\f“: e

" Reply submitted by the firm

Observation Rejected.

‘Observation Rejected.
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" Grievance submitted by:

M/s Clinical Life Inc

“Observations raised by M/s Clinical life against the M/s Vertex Medical

: Status of Vertex Observations - ) Review by the Techn'ical Decision of the
Sr. No- item Name Maodel Make Reply by the fi -
r-No ode Maedical {If Rejected) eply by the firm Member Committee
Medium Steam Sterilizer STEELCO
1 VS 4/2 E/NV ! Non Responsive observations given below
457U /2 €/ SPA, ltaly P 8
Observations

. |The quoted model has no Automatic heat exchanger and air detector.

Reply submitted by the firm

Observation Rejected.

.Observation Rejected.

UPS of suitable capacity with minimum 15 minutes backup for controller cum dispiay for monitoring and

i . Reply submitted by the firm Observation Rejected. | Observation Rejected.
controlling of parameters. : : :
. Responsive
Grievance submitted by: M/s Total Technologies (Pvt.) LTd. :
Observations raised by M/s Total Technologies against the M/s Vertex Medical. _
. ' ' ' ‘ Status of M/s Observations ' Review by the Technical Decision of the
. {tem Name : i A
Sr. No : MOdel. Make Sigma Intl. (If Rejected) Rep.ly by the firm Member Committee
Electronic Autoclave - - STEELCO :
e ; VS1/1E - Non Responsive observations given below
L st 1. SPA, Italy , Resp Hons#
Observations '

Reply submitted by the firm

Ohservation Rejected.

Observation Rejected.

Grievance submitted by:’

Mlé KASBAN INTERNATIONAL

Their offered model has "Round Shaped" Chamber instead of rectangular as required.

. Responsive

- .Itém Name

' Model

Make '

ObservatiOns raised by Technical

Review by the Technical

Decision of the

for Verification

Sr. No Status _ Committee Reply by the flrm  Member - Committee
_ I , S Not provided English Version _ _
1 Mobhile Operation Light | 1G-100M. Ordisi NonResponsive |registration certificate & Online Linkl  Reply not submitted by firm Observation Stand. Observation Stand
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‘Grievance submitted by:

M/s Total Technologies {Pvt.} LTd.

"6bservations‘ raised by M/s Total Technologies against the M/s Clinical life

Status of M/s Observations Review by the Technical Decision of the
. Item Name M : i
Sr N_o odel Make . Clinical Life (1f Rejected) Rgph/ by the firm Member Committee
: : AMARO 5000 [ A.J. Costa ‘
-1 Medium Steam Sterilizer ! i observations given below .
707070-2D Gl |~ Portugal Responsive v & W

Observations

Temperature & Pressure recorder

Reply submitted by the firm

Observation Rejected.

Observation Rejected.

Chamber, jacket and doors made of AISI316 L/Tn

Reply submitted by the firm

Qbservation Rejected,

Observation Rejected.

The system completes with built-in water saving system, automatic heat exchanger and air detector,

Reply submitted by the firm

Observation Rejected.

Observation Rejected.

iv_ |UPS of suitable capacity with minimum 15 minutes for controller cum display for monitoring and control[tng of | Reply submitted by the firm Observation Rejected. Observation Rejected.
v {Verify their sole authorization with the principal. Reply submitted by the firm Observation Rejected. _Dbservation Rejected:
vi The firm has no-past experience in this. )

No Inventory, caliberation tools.

Reply submitied by the firm

~Observation Rejected.

. Observation Rejected.

Grievance submltted by:

M/s Total Technologies (Pvt ) LTd.

- Observations raised by M/s Total Technologles against the M/s Clinical life.

Responsive

Status of M/s Observations - Review by the Technical Decision of the
Sr. No Item Name Model Make . Reply by the firm- : i
. ' Clinical Life {If Rejected) Pl By Member Committee
Steri 21 AJC |. A.J. Costa : '
1 Electronic Autoclave IR o ! R nsive obhservations given below
40466-10 Gl | Portugal esponsiv >8

Obse'rvations_

Temperature & Pressure recorder

- Reply submitted by the firm'

- Observation Rejected..

Observation Rejected.

Chamber, jacket and doors made of AISI316 L/Ti

Reply submitted by.the firm

Observation Rejected.

Observation Rejected.

The system completes with built-in water saving system, automatic heat exchanger and air detector

Reply submitted by the firm

~ QObservation Rejected.

Observation Rejected.

iv. |UPS of suitable capacity with minimum 15 minutes for controller cum display for monltorlng and controlllng of | Reply submitted by thie firm Observation Rejected. [ Observation Rejected.
v Verlfy their sole authorization with the prmupal : ‘Reply submitted by the firm Observation Rejected. Observation Rejected.
i [The firm has no past experience in this. ‘

No-Inventory, caliberation-tools..

Reply submitted by the firm

Observation Rejected.

Observation Rejected.
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Grievance submitted by:

M/s Radiant Medical (Pvt.) LTd.

E;bservations raised by M/s Radiant Medical

Observations

' : : Review by the Technical Decision of the
. Item Name Model i : | he fi
| Sr. No ode Make Status - {If Rejected) Reply by the firm Member Committee
Medicinos, ) i . .
1 |O.TTable Kepler-T3000 R .| Non-Responsive observations given below
) Lithuania :
Observations

i The firm has no Satisfactory Past performance of the bidder for the quoted prod'uct. :

Documents submitted by the

Ohservation Removed.

- Observation Removed.

firm.
"'Respbnsive

Grievance submitted by: _ M/s Clinical Life
Observations raised by M/s Clinical Life' against the M/s Total Technologies (Pvt.)LTd
- L : . Status of M/s Total Observations ) Review by the Technical Decision of the

Sr. No -_Itf’m .I\_Iame Mode.l Meke ‘Technologies (If Rejected) Re.plv by the firm Member - Committee

1 Medium Steam Sterilizer| Selectomatg | MMM Group| Responsive observations iven below
4STU PLE662CL | Germany | . ooPO™® &

Observations

In tender specification demanded chamber, Jacket and doors are made of AISI 316L/Ti. But the quoted model ofj
i |M/STotal Technologies has only Chamber and jacket is made of AlS1 316L/Ti, Material of Door{s) not verlfy
from the brochure of quoted mode[

Reply submitted by the firm

Obse’fvation'Rejecte_d o

Observation Rejected

“1in tender specification demanded suitable UPS with minimum 15 mmute but the quoted model of M/S does not
have UPS UPS not: verlfy from brochure and.: online official website.

‘Reply submitﬁed by the firm

Ob'servation‘_Rejeeted.' :

: Obse_r-v‘é_ti_on Rejected . |
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