Shetkh Zayed Medical College / Hospital, Rahim Yar Khan

Financial Evaluation Statement (Financial Year 2021-22) on 11-12-2021

ADP Scheme "Programme for Revemping-of Emergencies of Tertiary Care Hospital in Punjab (Sheikh Zayed Hospital, Rahim Yar Khan)"

ITEM NO. 01E Transport Ventilator FOR PAEDTRIC

M/s Medical Equipment &

M/s Radiant Medical

1/15

Registration Certificate)

Registration Certificate)

Sr.# M/s Hospicare Systems
(Approved PC-l Rate. 20,00 000/-) System
KNOCK DOWRN CRITERIA (COMMERCIAL EVALUATION) ) . .

1 Original Reciept for Purchase of Tender| Yes Yes Yes

2 An Affidavit (as per Speimen Performa on Stamp Paper of Rs. 100/- Yes Yes Yes
-3 Copy of CDR/Bid Security Yes Yes Yes

4 Bid Validity Yes Yes Yes

5 Delivery Period Yes Yes Yes

e Valid Manufacturing License (Embassy Attested) Yes (Online Verified Yes (Online Verified _Yes (Online Verified

Registration Certificate)

1820000.00

i SIARE ENGINEERING
Zoll' i idi )
Make s} s Medtronic Cowdf.en AG group INTERNATINAL GROUP
. Model EMV+731 Puritan Bennett ™ 560 ARIA 104
Country of Manufacturer {Origin}: USA, EU, Japan USA - - Ireland- - ltaly
Remarks (Responsive/Non-Responsive) Responsive Responsive Responsive
A |Price in Foreign Currency 11680.00 USD - 13576 EURO
B |Price on DDP/FOR Basis 4292000.00 -

M/s Hos iééres stems, Karachi is the Iowesi.
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" Sheikh Zayed Medical College / Hospital, Rahim Yar Khan
; _ Financia! Evaluation Statement (Financial Year 2021-22) on 11-12-2021
ADP Scheme "Programme for Revamping of Emergencies of Tertiary Care Hospital in Punjab (Sheikh Zayed Hospital, Rahim Yar Khan)"

ITEM NO. 2E Hand Sanitizer

sré {Approved PC-l Rate. 5,000/-)
KNOCK DOWN CRITERIA {COMMERCIAL EVALUATION) ’
1 . - ' Original Receipt for Purchase of Tender,
2 An Affidavit (as per Specimen Performa on Stamp Paper of Rs. 100/
3 Copy of CDR/Bid Security] .
4 Bid validity
5 Defivery Pericd.
6 . o . : = : -  valid Manufacturing License (Embassy Attested)

- Remarks (Responsive/Non-Responsive)

Make

Model

Country of Manufacturer {Origin): USA, EU, Japan].

| ‘No.'_Firm Offered this I.terh

A |Price in Foreign Currency

B~ {Price on DDP/FOR Basis

The C'ommittee decided that said ite_m will be purchased oh Quotation baSis.

D Sanah Sad“f
MBS FCPS (PMC 845138}
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Sheikh Zayed Medical College / Hospital, Rahim Yar Khan
Financial Evaluation Statement (Financial Year 2021-22) on 11-12-2021
ADP Scheme "Programme for Revamping of Emergenaes of Tertiary Care Hospital in Punjab (Shelkh Zayed Hospital, Rahim Yar Khan)"

Sra ltem.No0.03-E Sang Taken hlack More. tube .
' {(Approved PC- Rate. 15,000/-)
KNOCK DOWN CRITERIA {(COMMERCIAL EVALUATION)
1 ' ' : - 'Original Receipt for Purchase of Tender|
2 _ o An Affidavit (as per Specimen Performa on Stamp Paper of Rs. 100/ E
: S i . e
3 . . : Copy of CDR/Bid Security L
4 ' ) : Bid Validity N -
. . . =
s | ‘ ‘ C ' Delivery Period -8
o . . _ o
' D
‘6 S : _ : Valid Manufacturing License (Embassy Attested) :.'..'-o'
Remarks (Responéive/Non-Responsive) E
! . .l=
Evaluation parameter {quoted items/Equipment) e
. O
_ oo . 2
A |Price in Foreign Currency :
B [Price on DDP/FOR Basis

The Comm"ittee- decided that séid item will be purchaSéd on Quotation basis.' o
. : ’ %
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Sheikh Zayed Medical College / Hospital, Rahim Yar Khan
Financial Evaluation Statement (Financial Year 2021-22) on 11-12-2021
ADP Scheme "Programme for Revampmg of Emergencies of Tertiary Care Hospital in Punjab (Sheikh Zayed Hospltal Rahim Yar Khan)"

4/15

ITEM NO. 4E O.T Table M/s Medical M/s Vert M/s Radiant
Sr. No. . M/s Sigma International | . . /s Medical /s M,e ditand M/s Eastern Medical /s '.'e . . /s a. an
(Approved PC-I Rate. 23,00,000/-} : - Equipment8&systems Pakistan Medical Medical
KNOCK DOWN CRITERIA (COMMERCIAL EVALUATION)
1 Original Receipt for Purchase of Tender Yes Yes Yes Yes Yes Yes
2 " An Affidavit (as per Specimen Performa on Stamp Paper of Rs. 100/- Yes Yes Yes Yes Yes Yes .
3 Copy of CDR/Bid Security Yes Yes Yes Yes Yes Yes
4. Bid Validity Yes Yes Yes Yes Yes Yes
5 Delivery Period Yes Yes Yes Yes - Yes Yes
Yes (Online Yes (Online
‘ ‘ Y i i i ified .
_ L Yes (Online Verified Yes (Online Verified | 'S (Online Verified | Yes {Online Verifie Verified Verified
[ Valid Manufacturing License {Embassy Attested) i . R . . . Registration Registration . X . . .
e . . Registration Certificate) | Registration Certificate} ) Lo Registration ‘Registration
. : Ceriificate) Cartificate) s .
- i - Certificate) . Certificate)
Make Famed Paramount - SCHMITZ Medifa ALVO MEDICAL MEDICINOS
‘ : Model] SU-03(T-shaped base) Ki-401 QPX Mobilis RC30 | 5000 Series (504220) ETUDA 4-02 KEPLER-T3000
Country of Manufacturer {Origin): USA, EU, Japan Poland Japan Germany Germdny POLAND LITHUANIA
Remarks {Responsive/Non-Responsive) Responsive Responsive Responsive Responsive Responsive Responsive
A [Price in Foreign Currency 11977.00 EURO 3610000.00 JPY 20729.00 EURO | - 13425.00 EURO | 12686.00 EURO| 13926.00 USD
B Price on DDP/' FOR Basis 2795000.00 6155000.00 4525211.00 3208900.00 3300000.00 -

M

s Sigma [nternational, Lahore is the lowest but higher than approved Efice of PC-l.
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Sheikh Zayed Medical Colliege / Hospital, Rahim Yar Khan

Financial Evaluation Statement (Financial Year 2021-22) on 11-12-2021

5/15

ADP Scheme "Programme for Revamping of Emergencies of Tertiary Care Hospital in Punjab (Sheikh Zayed Hospital, Rahim Yar Khan)".

.. ITEM NO. 5 E Pendant {Anesthesia) . . _ . L
Sr. H . . M/s Mediland Pakistan M/s Tatal Technologies M/s Vertex Medical
(Approved PC-1 Rate. 12,48,000/-) ‘ -
KNOCK DOWN CRITERIA (COMMERCIAL EVALUATION)
1 ' ' Original Receipt for Purchase of Tender] Yes Yes Yes
2 An Affidavit {as per Specimen Performa on Stamp Paper of Rs. 100/ Yas Yes Yes
3 Copy of CDR/Bid Security Yes Yes Yes
4 Bid Validity, Yes Yes Yes
5 Delivery Period Yes Yes Yes
) i ifi i ifi Yes {Onli ified Registration
s Valid Manufacturing License (Embassy Attested) Ye_s (OF:I|Ine_VeI?ifIEd Yt?s (Or?h:ne Verllfled es {Online Ver.nfsed egistrati
Registration Certificate] Registration Certificate) Certificate)
. SORIMA HOSPITAL DEVELOPMENT
Make KLS Martin LM MEDICAL
{SHD)
Model| independent Flex OKI-ISOLA MOTION’
Country of Manufacturer (Origin): USA, EU, Japan Germany italy italy
Remarks (Responsive/Non-Responsive) Raesponsive Responsive Responsive
A |Price :in Foreign Currency 10374 EURO 7200 EUROD 10700 EURO
B |Price’on DDP/FOR Basis 2464863.00 1650000.00 ' 2700000.00

'M/s Total Technologies, Lahore is the low: st but higher than apprbveg__grice of PC-1. 7
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Sheikh Zayed Medical College / Hoshita!, Rahim Yar Khan
Financial Evaluation Statement (Financial Year 2021-22) on 11-12-2021

ADP Scheme "Programme for Revamping of Emergencies of Tertiary Care Hospital in Punjab (Sheikh Zayed Hospital, Rahim Yar Khan)"

Sr.# ITEM NO. 6 € Pendgnt (Surgical) - M/s Mediland Pakistan M/s Total Technologies M/s Vertex Médical
(Approved PC-1 Rate. 12,48,000/-) '
KNOCK DOWN CRITERIA (COMMERCIAL EVALUATION])
1 Original Receipt for Purchase of Tender Yes Yes Yes
2 An Affidavit {as per Specimen Performa on Stamp Paper of Rs. 100/ Yes Yes Yas .-
3 Copy of CDR/Bid Security Yes Yes . Yes
4 .Bid Validity| Yes Yes Yes
5 Delivery Period Yes Yes - Yes
6 Vald Manufcturing icense (Embassy Atested) *® 071 Yerihed Regiraton | ves (Online fedfed feaitietion) _tes (" e el
Male KLS Martin L MEDICAL SORIMA HOSPITAL
DEVELOPMENT {SHD)
Mode! Independent Flex OKIISOLA MOTION
" Country of Manufacturer {Origin): USA, EU, lapan Germany italy . italy
’ Responsive Responsive Responsive
A P_l;ice in Foreign Currency 8190.00 EURC 6800.00 EUROQ 9700.00 EURD .
B. ﬁéice on DDP/FOR Basis 1945944.00 . 1575000.00 2400000.00.
: A i :

M/s Total Technbologieé. is_the lowest-.but higher than approved price of PC-I.
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Sheikh Zayed Medical College / Hospital, Rahim Yar Khan
Financial Evaluation Statement (Financial Year 2021-22) on 11-12-2021

ADP Scheme "Programme for Revamping of Emergencies of Tertiary Care Hospital in Punjab (Sheikh Zayed Hospital, Rahim Yar Khan)"

ITEM NO. 7 E HIP Spica O.T Table - .

S 8. - M/s Ashraf Nadeem
. . {Approved PC-l Rate. 5,50,000/-)
KNOCK DOWN CRITERIA {COMMERCIAL EVALUATION}
1 Original Receipt for Purchase of Tender, - Yes
2 An Affidavit (as p.er Specimen Performa on Stamp Paper of Rs. 100/ Yes
3 7 Copy of CDR/Bid Security Yes
4 Bid Validity Yes
ﬁ Delivery Périod Yes
6 Valid Manufacturing License (Embassy Attested) © No
Make " RAS SURGICAL
Model Local
Country of Manufacturer (Origin}: USA, €U, Japan| Local
' . Remarks (Responsive/Non-Responsive) Non Responsive
A Price in Foreign Currency
B |Price on DDP/£OR Basis

The Committee decided that said itemwili' be purchased on Quotation basis or re-tender
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Sheikh Zayed Medical College / Hospital, Rahim Yar Khan

Financial Evaluation Statement (Financial Year 2021-22) on 11- 12-2021
- ADP Scheme "Programme for Revamping of Emergencies of Tertiary Care Hospital in Punjab (Sheikh Zayed Hospital, Rahim Yar Khan)"

ITEM NO. 8E-Medium Steam Sterilizer , . i n .
Sr.H . . : M/S Clinical Life M/s Medrland Pakistan ifs Total Technologies M/s Vertex Medical
(Approved PC-] Rate. 8§1,00,000/-) :
KNOCK DOWN CRITERIA (COMMERCIAL EVALUATION)
1 Original Receipt for Purchase of Tender| Yes “Yes Yes Yes
2 An Affidavit {as per Specimen Performa on Stamp Paper of Rs. 100/- Yes Yes Yes Yes
3 Copy of CDR/Bid Security| Yes Yes Yes Yes
4 Bid Validity Yes -Yes Yes Yes
5 Delivery Period Yes Yes Yes Yes .
' ine Verified Yes {Onli 1 Y i ified line Verified
6 Valid Manufacturing License (Embassy Attested) Y€.:s (Or"lllne er.l N ?S( r}lme Ver.lf'ied ?5 (Orjllne Ver.fl' Yt?s (Or} ne s
; ) - Registration Certificate) Registration Certificate) Registration Certificate) Registration Certificate)
Make A.J.Costa Getinge Infection control MMM Group STEELCO, SPA
Model Amam 5000 707070-2D et) GSS67H10 Selectornatg PL 666-2 CL VS 4/2 E/V
Country of Manufacturer {Origin): USA, EU, Japan Portugal Poland Germany ITALY
Remarks {Responsive/Non-Responsive) Responsive Responsive Responsive Responsive
A |Pricein Foreign Currency . 52000.00 EURO .96365.00 uso '61000.00 EURO 53786.00 EURO
B |Price on DDP/FOR Basis 14100000.00 19080270.00 14640000.00 - 13500000.00

~ M/s Clinical Life, Rawalpandi is the lowest but higher than approved price of PC-I.
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Sheikh Zayed Medical College / Hospital, Rahim Yar Khan
Financial Evaluation Statement (Financial Year 2021-22) on 11-12-2021
ADP Scheme "Programme for Revamping of Emergencies of Tertiary Care Hospltal in Punjab (Shelkh Zayed Hospital, Rahim Yar Khan)"

S'r.# ' : L ITEM NO. 9E-RO Plant . . " M/S Hospital Supply Corporation Mls Ashraf Nadeem
(Approved PC-l Rate. 4,40,000/-) ‘
KNOCK DOWN CRITERIA (COMMERCIAL EVALUATION}
1 Original Receipt for Purchase of Tender Yes Yes
2 An Affidavit (as per Specnmen Performa on Stamp Paper of Rs. 100/- " Yes Yes
3 Copy of CDR/Bid Security| . " Yes Yes
4 Bid Validity Yes Yes
5 Delivery Period Yes - Yes
6 Valid Manufactu ring License (Embassy Attested) Local . Local
Make ' AQUAMED SOLUTIONS ' Hydranautics
Model| . AMS-15000GPD 220-LPH
Country of Manufacturer {Origin): USA, EU, Japan| . . : Local . USA
Remarks (Responsive/Non-Responsive) Responsive Responsive
A |Price in Foreign Currency : - ) . - - .
"jB Price on DDP/FOR Basis ' ' 585000.00 446520.00

' MUs Ashraf Nadeem is the lowest ‘but higher than approved price of PC-L.




Sheikh Zayed Medical College / Hospital, Rahim Yar Khan
- Financial Evaluation Statement (Financial Year 2021-22) on 11-12-2021

Sr.i#

. ITEM NO. 10E-Vascuslar Set (Locat)

ADP Scheme "Programme for Revamping of Emergencies of Tertiary Care Hospital in Punjab (Sheikh Zayed Hospital, Rahim Yar Khan)"

M/s Ashraf Nadeem
(Approved PC-l Rate. 3,46,500/- )
KNOCK DOWN CRITERIA (COMMERCIAL EVALUATION) :

1 Original Receipt for Purchase of Tender Yes

2 .An Affidavit {as per Specimen Performa on Stamp Paper of Rs. 100/ Yes

3 Copy of CDR/Bid Security Yes

4 Bid Validity Yes

5 Delivery Period Yes

6 Valid Manufacturing License (Embassy Attested) Local

Remarks {Responsive/Non-Responsive) Responsive

‘A |Price in Foreign Currency -

B 346000.00

Price on DDPIFOR Basis

M/s Ashraf Nadeem is the lowest .

[

b

Pharmacology & Therapeutics
Sheikh Zayed Medical Coilege
Rahim Yar Khan

Head of Depa'rtr'nent :
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Sheikh Zayed Medical College / Hospital, Rahim Yar Khan
Financial Evaluation Statement (Financial Year 2021-22) on 11-12-2021
- ADP Scheme "Programme for Revamping of Emergencies of Tertiary Care Hospital in Punjab (Sheikh Zayed Hospital, Rahim Yar Khan)".

Se.t {TEM NO. 11-E Air Curtain (Local) M/s Ashraf Nadeerm
{(Approved PC-1 Rate. 28 000/ } .
KNOCK DOWN CRITERIA (COMMERCIAL EVALUATION)

1 . .

2 Original Receipt for Purchase of Tender| ) ) Yes

3 An Affidavit (as per Specimen Performa on Stamp Paper of Rs. 100/ Yes

4 . Copy of COR/Bid Security, Yes

5 © Bid Validity ' Yes |

5 Delivery Period Yes i

7 Valid Manufacturing License (Embassy Attested) Local :

Remarks (Responsive/Non-Responsive) ' Rasponsiver i

- A Price in Foreign Currency ' ‘ : -

B Price on DDP/FOR Basis : ‘ . ‘ _ 28000.00 i

M/s Ashraf Nadeem is the lowest .
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Sheikh Zayed Maedical College / Hospital, Rahim Yar Khan
Financial Evaluation Statement (Financial Year 2021-22) on 11-12-2021
ADP Scheme "Programme for Revamping of Emergencies of Tertiary Care Hospital in Punjab (Sheikh Zayed Hospital, Rahim Yar Khan)"

. ITEM NO. 1L- Electronic Autoclave 1STU ‘ .
Sr.dt . o : .~ M/S Clinical Life _ M/s Total Technologies M/s Vertex Medical
~ {Approved PC-1 Rate. 56,00,000/-) _ : :
KNOCK DOWN CRITERIA [COMMERCIAL EVALUATION)
1 Original Receipt for Purchase of Tender Yes Yes - . Yes
2 An Affidavit {as per Specimen Performa on Stamp Paper of Rs. 100/{ Yas : Yes Yes -
3 Copy of CDR/BId Security Yes e . Yes ' Yes
4 Bid Validity " Yes ' Yes Yes
5 Defivery Period Yas Yes Yes
: ) L “Yes (Online Verified - Yes {Online Verified Registration |Yes {Online Verified Registration
Val L A : :
6 alid Manufacturing License (Embassy ttestgd) Registration Certificate) Certificate) Certificate)
Make|- A.J.COSTA .MMM GROUP - STEELCO, SPA
_ Mode!| Steri 21 AIC 40466-1D aGl LINISTERI SL336-1 Cvs '_1/1 E
Country of Manufacturer {Origin): USA, EU, Japan Portugal ' Germany : -~ ITALY
~ Remarks (Responsive/Non-Responsive] . Responsive Responsive _ ' Responsive
A |Price in Foreign Currency - _ - . 34000.00 EURO . 28000.00 EURO , 134786 EURO
B~ |Price on DDP/FOR Basis - R ' R 5540600.00, %, 69600&9\.(\% \ 7800000.00

M/s.Clinical Life, Rawalpandi is hé lowest .
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Sheikh Zayed Medical College / Hospital, Rahim Yar Khan
Financial Evaluation Statement (Financial Year 2021-22) on 11-12-2021 .
ADP Scheme "Programme for Revamping of Emergencies of Tertiary Care Hospital in Punjab (Sheikh Zayed Hospital, Rahim Yar Khan)"

ITEM NO. 2L-Mabile Operation Ligh : :
Sr.# : P ght " M/s Eastern Medical . M/s Radiant Medical
(Approved PC-1 Rate. 4,57,000/-) i : .
KNOCK DOWN CRITERIA {COMMERCIAL EVALUATION)
1. : Original Receipt for Purchase of Tender Yes Yes
2 An Affidavit {as per Specimen Performa on Stamp Paper of Rs. 100/ Yes B Yes
3 Copy of CDR/BId Security Yes ‘ _ Yes
4 Bid Validity Yes Yes
5 Delivery Period Yes Yes
6 Valid Manufacturing License {Embassy Attestéd) Yes {Online Verified Registration Certificate) 1 Yes {Online Verified Registration Certifiéate)
Make Brandon Medical " MEDICINOS
Model AM3OMEL : : LUMEN13G
Country of Manufacturer {Origin): USA, EV, Japan UK . a LITHUANIA
oo , 7 : " Remarks (Responsive/Non-Responsive)] " Responsive " Responsive
A . Price in Foreign Currency ' : ot 2950 GBP ' -
B |Price on DDP/FOR Basis 795000.00 460000.00
S Cali]

Ml.s'R_adiant Medical, Lahore is th y




. 14/15

Sheikh Zayed Medical College / Hospital, Rahim Yar Khan
Financial Evaluation Statement (Financial Year 2021-22) on 11-12-2021
ADP Scheme "Programme for Revamping of Emergencies of Tertiary Care Hospital in Punjab (Sheukh Zayed Hospital, Rahim Yar Khan)"

et - ITEM NO. 3-L OUTLET Forceps M/s Med Impex
{Approved PC-1 Rate. 15,000/-)
KNOCK DOWN CRITERIA {COMMERCIAL EVALUATION)

1 Original Receipt for Purchase of Tender ' Yes

2 An Affidavit (as per Specimen Performa on Stamp Paper of Rs. 100/ Yes

3 Copy of CDR/Bid Security . Yes

4 Bid Validity, : Yes

[ Delivery Period ' Yes

6’ Valid Manufacturing License (Embassy Attested) _ Local

Remarks (Responsive/Non-Respansive) : Responsive

- A . |Price in Foreign Currency : o - - ; o -

B [Price on DDP/FOR Basis 6800.00

Mi/s Med Impﬁﬁx is the lowest .




Sheikh Zayed Medical College / Hospital, Rahim Yar Khan
Financial Evaluation Statement (Financial Year 2021-22) on 11-12-2021

ADP Scheme "Programme for Revamping of Emergencies of Tertiary Care Hospital in Punjab'(Sheikh Zayed Hospital, Rahim Yar Khan)" .-

. M/s Eastern Medical is the lowest but hi

ITEM NO. 4-L-Sonic Aid - .
‘Sr.# M/s Med Impex M/s Eastern Medical
(Approved PC-l Rate. 95,000/-) : :
. |KNOCK DOWN CRITERIA (COMMERCIAL EVALUATION)
1 i Original Receipt for Purchase of Tender, Yes Yes
. An Affidavit (as per Specimen Performa on Stamp Paper of Rs. 100/ Yes Yes
3 Copy of CDR/Bid Security, Yes Yes
4 Bid validity Yes Yes
5 Delivery Period Yes Yes
6 valid Manufacturing License (Embassy Attested)] Yes (Online Verified Registration Certificate) |Yes (Onliné Verified Registration Certificate)
' Model DD-901 ~ DD-250
_ Make " Newman Medical Ultrasound Technologies
Country of Manufacturer {Origin): USA, EU, Japan USA UK
Remarks (Responsive/ Non~Respon§ivel Responsive Re.spcmsive
A |Price in Foreign Currency - -
B |Price on DDP/FORBasis / 184000,00: -145000.00

15/15




o
SR : Grlevance Meeting ADP Scheme "Program for Revamping of Emergencies at Teaching Hospitals in Punjab (Shelkh Zayed Hospital R.Y. Khan)

Flnanmai Year 2021 22 Held On 30-11-2021

Grievance submitted by: ‘ M/s Sigma Intl. _ .
) : . . Observations raised by Technical © Revi hnical ision of th
$r. No ttem Name Model - |- Make - Staius servati ‘ y Technica Reply by the firm Review by the Technical Decnsuon.o e
- ) ) ‘ Committee . . . Member. Committee
' ] ' : No Automatic . : ' '
Electronic Autoclave . Celitron, . . . . , —_— ) L
1 1 5TU AC-450 flungar Non Responsive | matorized/pneumatic single door Reply submitted by firm QObjection Removed. Objection Removed.
' gary system
Responsive
Grievance submitted by: " M/s Total Technologies (Pvt.) LTd.
Observatlons raised by M/s Total Technologles agamst the M/s Sigma Intl. _
Sr. No Item.Name Model Make - Status of M/s Observations Raised by Firms Reply by the firm - Review by the Technical _Demsnon_of the
‘ - | _ : . Sigma Intl, ' ) ‘ Member . Committee
Medium Steam Sterilizer i ' L ' '
1 m garr_n A-666 .Celltron, Responsive observations given below
45TU Hungary .
Observations . . o
i Temperature & Pressure recorder : : Reply submitted by the firm Qbjection Rejected Objection Rejected

Chamber & Door are made
on stainless steel 316L. But
Jacket is made of stainless o
i |Chamber, jacket and doors made of AiSI316 L/Ti ) Lo s ' : | Reply submitted by the firm steel 3(.)4 * mentl.orlled " Observation Stand.
‘ o : -t _ Technical & Operational ‘ T
' Mahual of Azteca A series of

Celitron. '

Therefore Observation Stand.

i The:system completes with buiit~in‘water saving system, automatic heat exchanger and air detector. Reply submitted by the firm 'Objec'tion Rejéc";ed S Objection Rejected

o Built-in Batteries powered
WPS of suitable capacity with minimum. 15 minutes for:controller cum dlsplay for momtorlng and controlllng of t es powe

-.- ] . ] ' - ) . . . ) : ) i .- » - ted
N . {parameters during power shedding provnded/mstalled bv the manufacturer | backup avallabfe for more than Objection Rejectc_ecl_ _ Objecttqn Rejec .
_ 15 minutes, _ _
v Verify their sole'authorization with the principal. s ' e L 1 Reply submitte’d by the firm ~ Objection Rejected. | Objection Rejected
. IM/s Sigma Intl. has no past experience in this ﬂeld ' L ' ' ' R L
vi /s Sig P P : : S ' meR;eply Submltted by the firm Objection Rejected Objection Rejected
No lnventory, callberatlon tools. = : Lo . o '
TR

ouege'*‘“p"? lA S

Ramm Yar Khan




Grievance sui:mitted by: -

¢

M/s Total Technoiogies {Pvt.} LTd.

-abservations raised by M/s Total Technologies against the M/s Sigma Intl.

Grievance submitted by:
Obseruatlons raised by M/s. Clinical I.|fe agamst the M/s Sigma Intl.

M/s Clincial Life Inc.

) ; - Review by the Technical Decision of the
Sr. No Item Name Model Make Stetu_s of M/s Observations Raised by Firms Reply by the firm neview ay the Technica .
. . Sigma Intl. Member Committee
Electronic Autoclave i il ] . .
1 : AC-450 Celltron., " Non-Responsive observations given below
15TU Hungary
Observations )
i [Temperature & Pressure recorder Reply submitted by the firm Observation Rejected Observation Rejected
' Chamber & Door made of
stainless steel 316 but jacket
N Lo ) : . S Is made of stainless steel 304 .
i Chamber, jacket and doors made of A1S1316 L/Ti Reply submitted by the firm ) R i Observation Stand
_ I - : as mentioned in declaration
of material letter provided.
Observation Stand.’
“jii |The system completes with built-in water saving sy;stem, automatic heat exchanger and air detector. Reply submitted by the firm Observation Rejected Observation Rejected
. UPS of suitable capacity with minimum 15 minutes for controller cum display for momtorlng and controlling of Built-in B.at_terles powered : o ) . L
v o backup available for more than Ohservation Rejected. Observation Rejected
parameters during power shedding prowded/mstalled by the manufacturer. 15 minutes : : :
v |Verify thejr sole authorization with the principal. : Reply submitted by the firm Observation Rejected Observation Rejected
“vi |M/s SigmaIntl. has no past experience in this field. No inventory, caliberation tools. Reply submitted by the firm Observation Rejected Observation Rejected

Non-Responsive

Ghservations raised by M/s Clincial — T Review by i ision of the
| sr.No - Item Name ‘Model . Make Status of M/s servations reuse y M/s Clincial Reply by the firm . eview by the Technical Declsmn.
Sigma Intl. _ Life Inc. Member Committee
1 Electronic Autouave AC-450 Celitron, Non-Responsive observations given below
1STU Hungary

Observations.

In tender specification demanded chamber shape is rectangular butthe quoted model of M/S Sigma
International has round chamber.

- Reply submitted by the fi[m

Objection Rejected. -

_ _Objectien Rejected.

In tender Specification' demanded-Automatic motorized/ pneumatic single door syste'm but the quoted mode!

of M/S Sigma International has hinged door(s) system.not motorized or pneumatic door system.
The vacuum autoclave machine is supplied with either Lor 2 hlnged door(s) w1th an automatic door locking
device.

Reply submitted by the firm .

Objection Rejected.

Objection Rejected.

FTAHIR RISOOL




/

In tender specification demanded Air detector but the quoted mwel of M/S Sigma International has no air

e detector. Air detector not verify from brochure and online official website.

1
Reply submitted by the firm

Objection Rejected.

Objection Rejected.

In tender specif_ication demanded suitable UPS with minimum 15 minute but the quoted madel of M/S Sigma

Built-in Batteries powered

International has no UPS and this feature not verifiable from brochure and online official website. backup avaﬂab'le for more than Objection Rejected. Objection Rejected.
_ : 15 minutes. ' :
v As per Bidding document’s Clause # 29.2 Knock down Technical Evaluation Criteria. Replv by the i . Obiection Reiected | Obiection Re'ected'
. The bidder has no valid past performance satisfactory certificates of quoted product, eply by the irm Jection Rejected. ' J ) )
Responsive
Grievance submitted by: _ M/s Clincial Life Inc.
Observations raised by M/s Clinical Life against the M/s Sigma Intl. _
. fM Observations raised by M/s Clincial i i isi
sr. No ltem Name Model Make Sta-tufs of M/s i aised by /s Clinci Reply by the firm Review by the Technical Decl_smn.of the
Sigma Intl. Life Inc. Member Committee
g |VMEDIUMSTEAM. A-666 Celit Non-Responsi observations given bel
STERILIZER 4 STU - elitron Non-Responsive vations given below
Observations
Chamber & Door are made
. on stainless steel 316L. But
|in tender specification demanded chamber, Jacket-and doars are made of AlSI 316L/Ti. But the quoted model of _ JiCkT;IUS4made oft::tamlie.ss
i - |M/S Sigma International has only Chamber is made of AISI 316L/Ti and other Jacket & Doors and only made of Reply by the firm siee . as men |or.|e n QObservation Stand
. Technical & Operational
- {normal stainless steel. : .
] Manual of Azteca A series of
Celitron.
Therefore Observation Stand.|’
N In tender specmcatlon demanded Air detector but the quoted modef of M/S Sigma lnternatmna[ has no air . o o . . . .
i Reply by the firm Observation Rejected. Observation _Rejected.

detector

E

In tender speciﬁcation demanded suitable UPS with-minimum 15 minute but the quoted model of'I{/'l/S Sigma
International has not UPS. UPS not verify from brochure and online official website.

‘Built-in Batteries powere.'
backup available for more than
15 minutes.

Observation Rejected. - -

+

"|Chservation Rejected.

~iv- |The Firm has no satisfactory. past performance for the quoted product.’

Reply by the firm

Observation Rejected.

Observation Rejected.
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- Grievance submitted by:-

Mfs Global Marketing Services

I : : - s | Observations raised by Technical . i Technical Decision of th
'$r. No [tem Name Model Make Status _of M/s : serva |ons_ra|s.ed ¥ Technica Reply by the firm Review by the echnica _ eusnon_o Ke
Mediland Committee Member Committee
Steris
Medium Steam Sterilizer Valid Manufacturing License .
i 4STU AMSCO 2400 Cor;:j);:tlon Non Responsive (_Emba’ssy Attested) Not Provided No Reply submitted b\{ firm Observation Stand. . Obseryatlon Stand.

Grievance submitted by:

M/s Clincial Life Inc.

Observations raised by M/s Clinical Life against the M/s Global Marketing Services.

Non-Responsive

' : Observations raised by M/s Clincial Review by the Technical Decision of the
Sr.No | Item Name Model Make Status: . v/ Reply by the firm Y .
Life Inc. Member Committee
© " |Medium Steam Sterilizer| Steris_ . L .
1 - ASTU AMSCO ®400 | Corporation ¥ Non Responsive observations given below
USA
Observations.
i The firm has no Satisfactory Past performance of the bidder for the quoted product. 'No Reply submitted by the firm Observation Stand. Observation Stand.
The firm has no Workshop facility with relevant tools and trained technical staff W|th inventory report & . ' \
) P Y vrep No Reply submitted by the firm Observation Stand. Observation Stand.
availability of spare parts of the quoted product. : : :
i |Air d'etecto_r is--not avaiiable in quoted model AMSCO 400. No Reply submitted by the firm|  Observation Rejected. Observation Rejected.
. UPS of suntable capacity with minimum 15 minute or the controller cum display for the monitoring and
iv

controlllng of parameters during power sheddlng prowded/mstalled by the manufacturer.

No Reply submitted by the firm

" Observation St.ancl.

- Observation Stand.

Grlevance submitted by:

M/s Medlland Pakistan.

Observatlons raised by M/s Medical Paklstan against the M/s Clinical Life

'Non-Responsive

Sheilh Zayed Medieal € zﬂ sue (Ho

Al Te. Vot e

Observations raised by M/s Clincial - i i ision of the
Sr. No- item Name. Model Make" . Status é ' .V /s Clinci _ Reply by the firm Review by the Technical Declsmn‘ .
. R _ . Life inc: Member - . Committee
1 EIECtm-nic Autoclave Steri 21 AIC Responsive obse ‘g:ons given below
1STU 20466-1D G| <P . {\"@
AL ™
SR ' i Chafo0r
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Observations

Quality of the Stainless-Steel chamber and Jacket is not standard, therefor it is also technically rejected from
PIC, FIC, and DHQ Sargodha '

Reply submitted by the firm .

Observation Rejected.

Observation Rejected.

Temp and pressure recorder is not available in their model, so machine will not be able to recode the previous
data. ' :

Reply submitted by the firm

Observation Rejected.

Observation Rejected.

Quoted Models does not have satisfactory past performance in Punjab

Reply submitted by the firm

Observation Rejected.

Observation Rejected.

Grievance submitted by:

M/s Mediland Paksitan

. Observations raised by M/s Mediland against the M/s Medical Equipment System

Responsive

. ' _ Observationé L Review by the Téchnical Def.ision of the
. Item Name ' b y
Sr. No _ Mo._del _ Make | Status pf (if Rejected) Reply by the firm Member Committee
: Electrohydraulic OT : - . . .,
1 Table KM-401 Paramount Responsive observations given below
‘lobservations

[Leg plate: up 18° Degree /down 90°, Not According to advertised Specifications.

This is a major deviation which shall be considered for techmca! evaluation. The techmcal offer of KIVI-401 shall

be rejected on these grounds.

Reply submitted by the firm

Observation Removed

Observation Removed

Grievance submitted by:

M/s Total Technologies (Pvt.) LTd.

Observations raised by M/s Total Technologies against the M/s Mediland

' Responsive

‘Decision of the -

: N ' - : Status of M/s Ohsema'ti&ns ' : Review by the Technical
. Item Namie ’ L Reply by the fi ) .
| Sr-No ' . . Model. Make Mediland {If Rejected) Eply by the firm Member Committee
Medium Steam Sizrilizer : Getinge N . Lo :
1 ‘ 7H1i ! Responsive observations given below
|asTtu GSS67HIO | poland pons! .= gen®
Observations ' i

The system completes with built-in vater s_aving' system, automatic heat exchanger and air detector,

Reply submitted by the firm

Heat exchanger & Air

-| Detector available in service.
.-manual while water saving
system available in product. |

specification.
Observations Rejected.

Observation Rejected.

Mrhamat
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Grievance submitted by:

-

M/s Total Technologies ,.-vt.) LTd.

Ubservatlons raised by M/s Total Technologies against the M/s Mediland

Status of M/s Observations Review by the Techmcal Decision of the
Sr. No {tem Name Model Make . Reply b i R i
L Mediland {If Rejected) eply by the firm : ‘Member Committee
1  [Electronic Autoclave HS 33 G;’Ztll::: . Responsive cbservations given below

Observations

“[Chamber, jacket and doors made of-AlS1 316 L/Ti, Offered model door is made up of Aluminium,

Reply submitted by the firm

. Door is made of Aluminium

as mentioned in service
manual-of HS 33.
Observation Stand

Observation Stand

The system completes with built-in water saving system, automatic heat exchanger and air detector.

~ Reply submitted by the firm

Observation Rejected.

" Observation Rejected.

Grievance submitted by:

M/s Clinical Life

Observations raised by M/s Clinical Life against the M/s Mediland

'Non-Responsive

: - - _ _ Status of M/s Observations ' _ : - Review by the Technical .Decision of the
sr.N item Name Mak ' . : § i . :
_ r-no rem : Mod_ei axe Mediland - {If Rejected) Reply by the firm Member Committee
1 |Electronic Autoclave HS 33 i?;'::z’ Responsive observations given below

Observations

In tender specification, it is required that material of Jacket must be 316L But there is no jacket outside the
chamber of quoted autoclave made of 316L stainless steel.

In fact there is'electrical jacket in this autoclave which produces heat. Quoted model of M/S Medlland has’
deficient and is not meetlng the specification required by the hospltal

‘Reply submitted by the firm

Observation Rejected.

Observation Rejected.

In _tender'specificati'on, it.Is required that material of Door must be 316L.But the material of Door of quoted
model is not.316L. Please find the attached manual of quoted mode! which shows that material of door is.of

1"EN-AW 5754H111” Which is an Aluminum Alloy. Please find data sheet of this alloy.for your kind reference. .

| Reply submitted by the firm -

Door is made of Aluminium
as mentioned in service
manual-of HS 33.

Observation Stand ~

" Ohservation Stand -

Tender specification required that'UPS with minimum 15 minute batkup shoul'd he Provided/Installed by
Manufacturer. But the quoted model has no UPS and thls feature not verlflabie from brochure and online
official website.

. Reply submitted by the firm

Observation Rejected.

Observation Rejected.

in tender specification demanded “air dete;
But this feature cannot be'verified fr;O{\\
d@‘ Q\L

&m& date/ bro%vanlab&&@ﬂ%g@nte
; ﬁ“\ R

* Reply submitted by the firm

Air Detection mentioned in
- H$S Manual.

* Observation Rejected.

3
Q\u :&‘?}% ik

\5“

o M
o %; 7 T
eﬁ‘c-fa\*‘\ f N
= @ G

_ gpsgrvatlon Rejegted. £
3T, WREERTQEAET eds vl S

" :‘l'] 1 L A -‘ _r;.,
ﬁ“.g‘n frrptugn ()\ ﬂiﬁ‘.i‘x"n’ml Linit-l

S Hlsfp

]%QE-Responswe :

g%ftﬁ of 13



_ Grievance submitted by:

M/s Eastern Medical Technology Services

‘ Status of M/s Observations Review by the Technical Decision of the
Sr. N Item Name Model Mak . i .
7. e ode ake Mediland (If Rejected) Reply by the firm Member Committee
' As per mail recéived from the
SIARE Siare Engineering, Italy, this
1 Transport Ventilator FALCO 202 ENGINEERING | Non R . No Registration Certificate Provided Reply submitted by fi m?)dzll:elc:nioi:as becotrlne Non-Responsive
' Paeds INTLGROUP |- On eSRANSIVE and not a sole distributor Eply submitted by firm obsolete and consequently P
TALY . - : authorization cancelled to
M/s Eastern.
Observation Stand.
: : Electric Height adjustment is 7 .
Electrohydraulic OT 5000 Series Medifa , ec. ric Helght adjustment is 780 . , - .
2 . - ‘ Non Responsive | mm instead of 750 to 1000 mm or Reply submitted by firm QObservation Removed. Responsive
Table (504220} Germany .| .
. ‘ more.
- : | Medifa . S o : . , , ' S
3 |  Mobile O.T Light 504220 Germany | Non Responsive |No Registration Certificate Provided Reply submitted by firm Observation Removed. Responsive
. : Ultrasound .
4 Sonicaid . DD-250 Technologies | Non Responsive {No Registration Certificate Provided Reply submitted by firm Observation Removed. Responsive
) UK ' : . '

- Grievance submitted by:

* M/s Radiant Medical (Pvt.) LTd.

Observations ré\_ised by M/s Radiant Medi_cal'agaihst the M/s Eastern Medical

. ; : AN Status of Eastefn ‘Observations - L "Review by the Technical . -Deci.sidn of the
\ . Item Name Model Make . ; i - .
Sr. No ‘ : ode . Make Medical - raised by Firm Reply by the firm Member Committee
o  SIARE
. " . ENGINEERING . . .
1 Transpsm ventilator | Falco 202 | wiLcroup - Non-l'\‘.t.aslponswe ‘o_b.servatlons_ given below
ITALY

Ohservations

A
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! M/s Radiant Medical is the sole distributor of M/s Siare, Italy for the quoted product. h

Reply submitted by the firm.

As per email recelve from the
Siare Engineering, ttaly, this
model Falco 202 has become
obsolete and consequently
" authorization cancelied to
_ M/s Eastern for the quoted
model. Therefore,
Observation Stand.

Observation Stand

Grievance submitted by:

M/s Vital Care

Non-Responsive

: Observatiods

2 Sonicaid

ES-102EX

. except registration certificate

No Reply submitted by firm

Observation Stand.

- i : - : ' : Review by the Technical .Decision of the
- Sr. N item Name . i i .
r. No emN _ Model . Make Status (i Rejected) Reply by the firm . Member Committee
' : . Company profile page provided
Hadeco inc 1 Non Responsive pany protiie page prov - Observation Stand.

.' 'Grievance. submitted by:

M/s MED IMPEX

i _Observa_tions raised by M/s MED IMPEX against the M/s Vital Care

Non-Responsive

Observations

Review by the Technical

Decision of the

- . Status of M/s Vital|:
N Item Name Reply by the fi
Sr. No m‘. Model ' Make Care {If Rejected) eply by the f"_m‘ Member Committee
.1 [Sonicaid ES-102EX | Hadeco inc | Non-Responsive ~ cbservations given below
Observations

: The Heart Measurment range is (60-240 bpmy) of offered Model; ES- 102EX Make: Hadeco Inc., Japan by Vital
i .. |cAre but this range (50-210 bpm is demanded in the spemﬂcatmn The Somcad that M/s Vital CAre has quoted
' uoes not meet the advetisted spemflcatlon '

Reply submitted by the_fir:h

Heart Range not found in any
literature of the quoted
- model ES-102 EX .
Therefore observation Stand.

. Observation Stand.
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Grievance submitted by:

1

'M/s Tota! technologies

e b . N - a T h T - . )
Sr. No Item Name Model Make Status Observations rals‘ed by Technical Reply by the firm - Review by the Technical Demsmn.of the
Committee Member Committee
o LM MEDICAL . Satisfactory Past Petformance is not o , :
1 . Pendant Anesthesia OKH-ISOLA Non Responsive Y . Reply submitted by the firm Observation Removed. %MVWW :
: - 1TALY provided ; Q&M N
o - LV MEDICAL . Satisfactory Past Performance is not ' )
2 Pendant surgical OKI-ISOLA TALY Non Responsive |0 oY provided Reply submitted by the firm | Observation Removed. ‘? Ae. W%_
| Electronic Autoclave |  UNISTERI MMM o . No Autom:jltlc' 1 . ' Door. Systern is A.utomatlc_as '
3 (1STU ) 3361 | GROUP ‘Non Responsive | motorized/pneumatic single door |~ Reply submitted by the firm |mentioned in online technical| Observation Removed.
GERMANY " system is not avallable. “brochure for Unisteri SL :

Grievance submitted by:

M/s Clinical Life
Ohsetvations raised by M/s C[inical Life against the M/s Total Technologies {Pvt.)LTd

Responsive

Observations

Review by the Technical

brochure for Unisteri SL

E . Status of M/s Total | Decision of the
| Sr.N ltem Name } | ) Reply by the fi :
o | r.No . Mode . ake Technologies {If Rejected) eply by the firm Member, Committee
MMM
. | Unisteri § ) . . .
1. |Electronic Autoclave Unis e: 1336 Group, Non-Responsive ohservations given below
Germany '
Observations
o - N _ . R C Door System is Automatic as’|. _
i - |No Automatic motorized/pneumatic single door system available in the quoted model. Reply submitted by the firm |mentioned in onfine technicall Observation Rejected.

i JFully-automatic, programmmable microprocessor type safety interlocks for the door.

Reply submitted by thefirm

Observation Rejected

Observation Rejected

UPS of suitable capacity with minimum 15 minute or the controller cum display for the monitoring and o
controlling of parameters during power shedding provided/installed by the manufacturer.

Reply submitted-by the firm

Observation Rejected

Observation Rejected
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Grievance submitted by:

E

M/s Vertex Medical (Pvt] Ltd. -

- . : . Status of M/s Observations- ! Review by the Technical Decision of the-
sr. ftem N i ! :
 Sr.No em Name Model Make Mediland {If Rejected) Reply by the firm Member Committee

ElectrohydraulicOT § - ALVO .| Registration certificate not verified - i Regqstr:a'fmn cer.tiflcate .
i Table ETUDA 4-02 MEDICAL Non Raspansive online Reply submitted by firm verified online. Responsive
' POLAND ' - : Observatin Removed. :
SORIMA o _
HOSPITAL Online Not verified as per given Registration certificate
2 [Pendant {Anesthesia ) MOTION | DEVELOPME | Non-Responsive “website addre:s & ‘1 - Reply submitted by firm verified online. _ Responsive
NT (SHD) ' Observatin Removed.
ATALY |
SORIMA _
Pendant : HOSPITAL . o . . Registration certificate
. . . . Online Not verified registration . L " . o )
3 ( surgical ) MOTION | DEVELOPME | Non Responsive certificate Reply submitted by firm". verified online. Responsive
NT (SHD) : : : Observatin Removed.
(TALY '
. . _ . Model not mentioned in Provided Registration certificate
‘IMedium Steam Sterilizer, Y, SPA Ministry Letter & also not provided i E ;
4 N vs 4/2 E/V STEELCO, S Non Responsive | . Y A .p - Reply submitted by firm . verified online. Responsive
45FU ITALY . online verification of Registration . .
: : ; . Qbservatin Removed.
Link .
Model not mentioned in Provided Registration certificate
o Electronic Autoclave STEELCO, SPA! Ministry Letter & also not provided| =~ - - ) . : :
: - : ’ : i . .- . \ R ifi ine. Responsive
5 (157U} VS .1/1 Efe ITALY Non Responsive online verification of Registration eply submitted by.flrm venﬂe.d on!me 7 esp
. . . Observatin Removed.
: Link

" Grievance submitted by: ~ M/s Clinical Life Inc
Observations raised by M/s Clinical lif2 against the M/s Vertex Medical _ ) . .

e : ' Status of Vertex Observations ' i Review by the Technical. Decision of the -

: g Item Name ; ) 2 J

Sr. No : om : Model Make . Medical - (if Rejected) Reply by the firm Member .. Committee
Electronic Autoclave STEELCO :
1 ' Vsi1/1 Y Non Responsive observations given below
JiasTuy LE | spa, jaty | NNon Responsh , 8
Ohservations.

The quoted model has no Automatic heat exchanger and air detector.

" Reply submitted by the firm

_Obser_vatioh Rejected.

Observation Rejected.

UPS of suitable capacity with minimum 15 minutes backup for controller cum dis‘gj‘g‘y, for monitoring and

controlling of parameters provided/instalied by the m/anuféctu,rerélﬂ_

st

\Y
it

Reply submitted by the firm

Observation Rejected.

Observation Rejected.
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* Grievance submitted by:

v

M/s Clinical Life Inc

" ‘Phservations raised by M/s Clinical life against the M/s Vertex Medical

' - Status of Vertex Observations - ' ' Review by .the Technical Decision of the
5r. N Item Name ™ 7
T- o . Model Make Maedical (If Rejected) Reply by thg firm Member Committee
Medium Steam Sterilizer STEELCO,. '
v v ! ‘ i i iven belo
1 4STU S4{2 Ef SPA, Italy Non Responsive observations given below

Observations

i = |The quoted model has no Automatic heat exchanger and air detector.

Reply submitted by the firm

Observation Rejected.

.Observation Rejected.

UPS of suitable capacity with minimum 15 minutes backup for controller cum display for monitoring and
controliing of parameters. '

Reply submitted by the firm

Observation Rejectec_l.

Observation Rejected.

Grievance submitted by:

‘Observations raised by M/s Total Technologies against the M/s Vertex Medical.

M/s Total Technologies {Pvt.) LTd.

Responsive

' : Status of M/s Observations o Review by the Technical Decision of the
. Item Name M : he fi ._
Sr.No ' odel Make Sigma Intl. (if Rejected} Reply by the firm Member Committee
Electronic Autoclave - STEELCO .
- o ! i observations given bel
1 (15T) Vs 1/; E SPA, Italy Non Respo_nswe rv .| given below
- |Observations

Reply submitted by the firm .

Observation Rejected.

Observation Rejected.

Grievance submitted by: S '

- Their offered model has "Round Shaped” Chamber instead of rectangular as required.

M/s KASBAN INTERNATIONAL

Responsive

) Model

Observations raised by Technical

Review by the Technical

Decision of the

. Non-Responsive

for Verifica_tion'

: ltem N 'l  stati Reply by the fi
Sr. No tem Name Make Status Committee eply by the firm _ Member - Committee
N o : . _ Not provided English Version ' o S
1 Mohile Operation Light | 1G-100M. Ordisi registration certificate & Online Link] Reply not submitted by firm Observation Stand. Observation Stand

Non-Responsive




‘Grievance submitted by:

M/s Total Technologié_ vt} LTd.

. "Ghservations raised by M/s Total Technologies against the M/s Clinical life

- Status of M/s Observations Review by the Technical . Decision of the
5r.N - lsem Name Model : Repl i .
T Ne cae Make Clinical Life (If Rejected) Pl b_y the firm Member Committee
o AMARO 5000 | A.J. Costa

1 |Medium Steam Sterilizer ! R i b ti iven belo

) 207070-2D Gl Portugal esponswe_ o] SerVﬂ 10Ns give wW

Observations . .

i |Temperature & Pressure recorder Reply submitted by the firm Ohservation Rejected. Observation Rejected.
ii |Chamber, jacket and doors made of AlSI316 L/Ti Reply submitted by the firm Ohservation Rejected. Observation Rejected.
fii -~ |The system completes with built-in water saving system, automatic heat exchanger and air detector. Reply submitted by the firm QObservation Rejected.” | Observation Rejected.
iv  |UPS of suitable capacity with minimum 15 minutes for controller cum display for monltormg and contralling of | Reply submitted by the firm Observation Rejected.: Observation Rejected.
v |Verify theirsole authorization with the principal.- Reply submitted by the firm QObservation Rejected. . Observation Rejected.
vi The firm has no past experience in this.

No Inventory, caliberation tools.

Reply-submitted by the firm

~Observation Rejected.

Observation Rejected. -

Grievancé submitted by:

M/ s Total Technologies (Pvt.) LTd.

Observations raised by M/s Total Technologies against the M/s Clinical life

Responsive'

Status of M/s . Observations Review by the Technical Decision of the
- S, Item Name Model Make . . Repl he fi : : .
No oue vane Clinical Life - {If Rejected) eply by the firm Member Committee
. Steri21 AIC | A.. Costa
1 Electronic Autoclave - ’ ! i observations given below
4046610 GI | Portugal | NooPonsve nsg

Observations

Temperature & Pressure recorder

- Reply submitted by the firm

- Observation Rejected.

- Observation Rejected.

Chamber, jacket and doors made of AiSI316 L/Ti

Reply submitted by the firm. .

Observation Rejected. .

Observation Rejected.

The system completes with built-in water saving system, automatlc heat exchanger and air detector.

- Reply submitted by the firm

Observation Rejected.

‘Ohservation Rejected.

iv. - |UPS of suitable capacity with minimum 15 minutes for coniroller curn display for monltorlng and controllmg of | Replysubmitted by the firm Observation Rejected. ' Obhseryation Rejected.

v Verlfv their sole authorization with the principal. Reply submitted by the firm Observation Rejected.. Observation Rejected.
. The firm has no past experience in this. ‘ i s '

Vi Observation Rejected.

No Inventory, caliberation tools.

Reply submitted by the firm.

Observation Rejected,
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Grievance submitted by: M/s Radiant Medical (r _)LTd.

- 6b_servations raised by M/s Radiant Medical

) : Observations Review by the Technical Decision of the
5r.N item Name Mod k  fi
r. No odel Make Status (If Rejected) Reply by the firm Member Committee
Medicinos, . " .
1 [|O.TTable Kepler-T3000 Lithuania Non-Responsive observations given below

Observations

i The firm has no Satisfactory Past performance of the bidder for the quoted product.

Documents submitted by the

Observation Removed.

Observation Removed.

firm.
R'espdnsive
Grievance submitted by: M/s Clinical Life
Observations raised by M/s Clinical Life against the M/s Total Technologies {Pvi.}LTd
S : S _ Status of M/s Total _ Observations ' . ] Review by the Technical Decision of the
. Item N . .
Sr: No em Name Model Mgke * Technologies (If Rejected) Replv by the firm " Member - Committee
1 Medium Steam Sterilizery Selectomatg | MMM Group Responsive observations given belovx;'-
- lasTu | pLe66-2CL | Germany | oo _ g

Observations

] In tender specification demanded chambér, Jacket and doors are made of AlSI 316L/Ti. But the quoted model of]
i - IM/S Total Technologies has only Chamber and Jacket is made of AlSI 316L/Ti. Material of Door(s) not verify
from the brochure of quoted model.-

Repiy submitted by the firm .

Observation Rejected

~ Observation Rejected

in ténder specification demanded suitable UPS with minimurn 15 rinute but the quoted model of M/S does hot|-
have UPS. UPS not verify from. brochure and online ofﬁcmi webSIte

. Reply submittéd_by the firm

Ob‘se.rva'_cibn.Rejected. :

- Obsérvation Rejected "

Responsive
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Sheikh Zayed Medical Collega / Hospital, Rahim Yaf khan
Technical Evaluation Statement (Financial Year 2021-22) on 28-10-2021

ADP Sch

heme "Programme for Revemping of Emergencies of Tertiary Care Hospital in Punjab (Sheikh Zayed Hospital, Rahim Yar Khan)"

Page 1 of 29

. M/s Medical Equipment . . .
Sr.# ITEM NO. 01E Transport Ventilator FOR PAEDTRIC / 2 Systet:n P M/s Hospicare Systems| M/s Eastern Medical | M/s Radiant Medical
KNOCK DOWN CRITERIA {COMMERCIAL EVALUATION)
1 Original Reciept for Purchase of Tender Yes Yes Yes Yes
2 An Affidavit (as per Speimen Performa on Stamp Paper of Rs. 100/- Yes " Yes Yes Yes
3 Copy of CDR/Bid Security| Yes Yes Yes Yes
4 Bid Validity] Yes. Yes Yes Yes
5 Delivery Pericd Yes Yes Yes Yes
Registrati ificat: line Verfied
. . Yes {Online Verfied Yes {Online Verfied No E.gls ration Certificate) Ves [On' ¢ .e
6 vaild Manufacturing Licence {(Embassy Attested) ) . . ) A o Provided and not asole Registration
Registration Certificate) | Registration Certificate) o .
distributor Certificate)
Remarks {Responsive/Non-Responsive Responsive Responsive Non Responsive Responsive
Evulation parameter (quoted itmes/Eculpment) '
1 |Exclusive /Sole authorization agreement farm the Foreign Manufacturer. Yes Yes Yes Yes
Certificate from the Manufacturer that the after sales Services/backup Services shall be provided
jointely with the local sole agent and incase of change of local agent, they will provide the after sale :
2 . , - . Yes Yes Yes Yes
services themselve for through newly oppointed agent for the period mentioned from the date of
commissioning.
Submigsion of valid legally enforceable exclusive authorization letter of manufacturer assuring full
3 |guarantee and warranty (03 Years) obligations as per enclosed manufacturer authorized form with Yes Yes Yes Yes
" lthe bid document. /
- o Cortt
.- |valid Manufacturing License of quoted item Manufacturing embassy sttested with certified No Relglstratlon ertificate
4 A S ) Yes Yes Provided and not a sole Yes -
documentary evidence of manufacturing site & location, i (\
. distributor
The medical equipment offered from foreign countries of USA, Europe and Japan shall be eligible to Sa\ee“
5 |participate and must bear FDAS10k, CE{MDD) or MHLW (Ministry of Health, Labor and Welfare) Yes Yes Yes h‘(\ .M“\-““
standard., ool {?f me ptme®
A Certifi th f that the installati ifl be conducted in conformity with th WhR t\"l sy
6 ertlflcate: from the manu au.?turer a t e !nst ion wi nducted i Ty e Yes Ves Yes “p‘aﬂ\ of ng 13 ca\C egﬂ“
system requirements by foliowing the professionat approach. 4 Me '3‘ o
7 |Satisfactory Past Perfarmance of the bidder for quoted product. {02 years) Yes Yes Yes R ‘3&%‘“‘“ A
8 The firms shall alsc‘a declare the Tnake, rnodel, couf'\trv of origin and country of manufacturing of all Yes ves Ves Yes -:—:;:: N .E
standard accessories to be provided with the equipment. 1= = &
- E N
The quoted mode! of imported product shall be available on the current ofﬁc[al Website of the a3 E
9 |manufacturer; otherwise the quoted product shalf be considered obsolete/ red %iant and will Yes Yes Yes Yes h i %
straight away be rejected. (Web link and Screenshot must be attached)  ; - o‘-; %
10 The bid must comply with tht.a requ'ired technical specifications of the qu Yes Ves Ves . § g}
package. Incomplete offer will straightaway be rejected. ‘ _:T"'o =
— o
/\ g Zershar i)
M!?.E}-J,FC" gd ~ =
asia CU = ~i

: \:,Emt?

N
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u.885.5.0 %)
- fossar Anguetiesia o
Ass‘iﬁ‘z\ﬁg e s Oz Hop
Shrd Rewiasn 151 pLiian

\ . 7eeshan Khan

1 AIFEET By AT
@R ﬁd‘{w ﬁé{mr
-eputy Madical Superitenda!
Snbih Zayed Hospital Rahim Yar 14

St ITEM NO. O1E Transport Ventilator FOR PAEDTRIC M/s Mes‘f';:;ti‘::"’"‘e"t M/s Hospicare Systems| /s Eastern Medical | M/s Radiant Medical
11 |Acceptance of terms and condition of tender decuments duly signed and stamped Yes Yes Yes ‘Yes I
Remarks (Responslve/Non—ResponsiveF Responsive Responsive Non Responsive Responsive i
Evaluation Criteria (Score 81 75 85 79 !
TECHNICAL SPECIFICATIONS ;
Make Zoll's Medtronic Covidien AG SIARE ENGINEERING Sﬁiﬁggg::fﬁz;-NG
group INTERNATINAL GROUP GROUP I
|
Model EMV+731 Puritan Bennett ™ 560 FALCO 202 ARIA 104
Country of Manufacturer {Origin): USA, EU, Japan [/SA freland italy italy i
Evaluation Criteria Score :
Microprocessor controlled ventilator with folloeing minimum modes. Yes Yes Yes Yes
continuous Mandatory ventilator (CMV). Yes Yes Yes Yes
synchronized intermittent Mandatory ventilater {SIMV). Yes Yes Yes Yes
Continuous positive airway pressure {CPAP} Yes Yes Yes Yes
Pressure Support Ventilation Yes Yes Yes Yes
Non Invasive Ventilation Yes Yes Yes Yes
Tidal Volume 50-2000m| Yes Yes Yes es
" |MONITORING DISPLAY: - - - Qﬁ\\- A
Graphic Screen 04" Screen or more. Yes Yes Yes T Yesi Be
Display parameters :- Airway pressure;Breath rate, Yes Yes Yes “‘l?:é;.age(\
Inspiratory time Yes Yes Yes g )
Exhaled minute volume I:E ratio Yes Yes Yes Yes
Exhaled tidal Volume Yes Yes Yes Yes !
Trend Data Yes Yes Yes Yes |
Adjustable alarm for high/low respiratory rate: - - - - e :n'
chargeabie Built in battery backup,upto 4 hours and battery level indication. Yes Yes Yes Yes o _g’}
12V DC operations Yes Yes Yes Yes -== = T
Complete with breathing circuits, hose, test lung & universal masks or other accessories required == ST
T , Yes Yes Yes Yes B e B
for proper functioning of the eguipment. 2 .=
ACCESSORIES - - - - < @ K
06 CIRCUITS {autoclave able} Yes Yes Yes Yes = ‘:2 B
OPTIONAL —~ &85
e 0D
Remarks (Responsive/Non-Responsive Responsive Responsive Responsive Responsive ::? 1:5 § 1
=fs
Note: _ ;11_ o
M/S Eastren Medical is Non Responsive as per KNOCK DOWN CRITERI N é‘;i’/.
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ITEM NO. 2E Hand Sanitizer

Sr.#
KNOCK DOWN CRITERIA {COMMERCIAL EVALUATION)
i Original Reciept for Purchase of Tender
2 An Affidavit (as per Speimen Performa on Stamp Paper of Rs. 100/-
3 Copy of CDR/Bid Security,
4 Bid Validity
5 Delivery Period
6 Vaild Manufacturing Licence (Embassy Attested)

Remarks (Responsive/Non-Responsive

Evulation parameter (quoted itmes/Equipment) E
1 |Exclusive /Sole authorization agreement form the Foreign Manufacturer. 3
Certificate from the Manufacturer that the after sales Services/backup Services shall be provided jointely with the local sole agent and incase of — o
2 |change of lacal agent, they will provide the after sale services themselve for through newly oppointed agent for the period menticned from the .ﬂ m“\\‘aﬁ“‘ ‘“.“\\\ue\-\\““‘ o
date of commissioning. v 31 \C\‘S"Qﬁ:\c bc\‘.\\-\““ \‘,\\\\“\
3 Submissicn of valid legally enforceable exclusive authorization letter of manufacturer assuring full guarantee and warranty cbligations as per ki 5‘“‘ d\‘a‘f\a Cu\\c»‘-"‘
enclosed manufacturer authorized form with the bid document. =0 uﬁcﬂ\."'&; LK
4 Valid Manufacturing License of quoted item Manufacturing embassy attested with certified documentary evidence of manufacturing site &_ . v ‘u\“‘“
location. O
5 The medical equipment offered from foreign countries of USA, Europe and Japan shall be eligible to participate and must bear FDAS10k, CE{MDD) u:
or MHLW {Ministry of Health, Labar and Welfare) standard. O
6 A Certificate from the manufacturer that the installation will be conducted in conformity with the system requirements by following the
professional approach. E
7 |Satisfactory Past Performance of the bidder for quoted producat b =
8 The firms shall also declare the make, model, country of origin and country of manufacturing of all standard accesseries to be provided with the L i:‘: g
equipment. o & :a::
9 The quoted model of imported preduct shall be avallable on the current official website of the manufacturer; ctherwise the quoted product shall be =z ~ £
considered obsalete/ redundant and will straight away be rejected. {(Web link and Screenshot must be attached) o)
10 The bid must comply with the required technical specifications of the quoted single item/ complete package. Incomplete offer will straightaway be e o0
rejected. EL‘%
11 |Acceptance of terms and condition of tender documents duly signed and stamped o .E
TECHNICAL SPECIFICATIONS "‘§ 2
Make Fm
. Model
Country of Manufacturer (Origin): USA, EU, lapan
g f
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sr.# ftem.No.03-E Sang Taken black More tube
KNOCK DOWN CRITERIA {(COMMERCIAL EVALUATIQN)
1 Original Reciept for Purchase of Tender
2 An Affidavit (as per Speimen Performa on Stamp Paper of Rs, 100/-
3 Capy of COR/Bid Security,
2 Bid Validity|
5 Delivery Period :
6 Vaitd Manufacturing Licence (Embassy Attested) E / |
_ Remarks {Responsive/Non-Responsive 8 '
Evulation parameter {quoted itmes/Equipment} : ( 3 %\gcm
p >
1  |Exclusive /Scle authorization agreement form the Foreign Manufacturer. N\“\\w A e
. e ST
2 Certificate from the Manufacturer that the after sales. Services/backup Services shali he provided jointely with the local sole agent and incase of change of local 'Y wc,b\c"ﬂm £ “\\‘\\\W\\oﬁ\“‘“
T
: agent, they will provide the after sale services themselve for through newly oppointed agent for the period mentioned from the date of commissioning. 'Q.aa oi?iw' -0 ‘\&&“
o e ¥
3 Submission of valid legally enforceable exclusive autherization letter of manufacturer assuring full guarantee and warranty obligations as per enclosed \‘!‘1’ ‘?&\\\m#
manufacturer authorized form with the bid document. g
4 |valid Manufatturing License of quoted item Manufacturing embassy attested with certified documentary evidence of manufacturing site & location. o
5 The medical equipment offered from foreign countries of USA, Europe and Japan shall be eligible to participate and must bear FDA510k, CE(MDD) or MHLW E
(Ministry of Health, Labor and Welfare) standard. hum
6  |A Certificate from the manufacturer that the installation will be conducted in conformity with the system requirements by following the professional approach. i_l__ . o
: i R
7  |Satisfactory Past Performance of the hidder for quoted producat 2 - s % i
. -3 5 &
8 |The firms shall also declare the make, model, country of origin and country of manufacturing of all standard accessories to be provided with the equipment. c o= -_r.;a.’ =
v =
g The quated model of imparted product shal! be available on the current official website of the manufacturer; otherwise the quoted product shall be considered :_,‘52" &=
obsolete/ redundant and wil! straight away be rejected. (Web link and Screenshot must be attached) : = *'Ea“
== 2 %
10 [The bid must comply with the required technical specifications of the gquoted single item/ complete package. Incomplete coffer will straightaway be rejected. == .,::5’ ;8
o B
11 |Acceptance of terms and condition of tender documents duly signed and stamped == 5:3 ;:
| ~d
~ ~
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ADP Scheme "Programme for Revemping of Emergencies of Tertiary Care Hospital in Punjab (Sheikh Zayed Hospital, Rahi ¥arkhan)" "“\ wet
B . - N \\
\ ] M/s Medical M/s Mediland M/s Eastern AT J ‘75 Radiant
Sr. No. ITEM NO. 4E O.T Tabl ! I ! \
e Table M/s Sigma Internationa Equipment&systems Pakistan Medical MA Vé%m ‘{ Medical
KNOCK DOWN CRITERIA {(COMMERCIAL EVALUATION)
1 Original Reciept for Purchase of Tender] Yas Yes Yes Yes Yes Yes
2 An Affidavit {as per Speimen Performa an Stamp Paper of Rs. 100/ Yes Yes Yes Yes Yes Yes
3 Copy of CDR/Bid Security] Yes Yes Yes Yes Yes Yes
4 Bid Validity, Yes Yes Yes Yes Yes Yes
5 Delivery Period Yes Yes Yes Yes Yes Yes
. . ) . . " Verfied
' o Yes (Online Verfied Yes (Online Verfied Yes (On‘lme \.:'erﬁed Yes {Dn_[me Yeﬁled Reglllstratlon Yes {On'lme ‘e ie
6 Vaild Manufacturing Licence {(Embassy Attested) ) R " ) R . Registration Registratioh certificate not Registration
Registration Certificate)] Registration Certificate) " . . X .
Certificate) . Certificate) verified online Certificate}
Remarks {Responsive/Non-Responsive Responsive Responsive Responsive Responsive Non Responsive Responsive
Evulation parameter {quoted itmes/Equipment)
i Exclusive /Sole authorization agreement form the Foreign Manufacturer. Yes Yes Yes Yes Yes Yes
Certificate from the Manufacturer that the after sales Services/backup Services shall be
pravided jointely with the local sole agent and incase of change of local agent, they will
? provide the after sale services themselve for through newly oppointed agent for the Yes ves ves Yes Yes Yes
period mentioned from the date of commissioning.
Submission of valid legally enforceable exclusive authorization letter of manufacturer
3 assuring full guarantee and warranty {03 Years) obligations as per enclosed Yes Yes Yes Yes -« Yes Yes
manufacturer authorized form with the bid document.
\ . \ . N \ Registrati
Valid Manufacturing License of quoted item Manufacturing embassy attested with Es!_s ration
4 e ) L \ Yes Yes Yes Yes certificate not Yes
certified documentary evidence of manufacturing site & location. - )
verified online
The medical equipment offered from foreign countries of USA, Europe and Japan shall
5 be eligible to participate and must bear FDA510k, CE{MDD) or MHLW {Ministry of Yes Yes Yes Yes Yes Yes
Health, Labor and Welfare) standard. ]
A Certificate from the manufacturer that the installation will be conducted in
6 ) ) , i . Yes Yes Yes Yes Yes Yes
conformity with the system regquirements by following the professional approach.
7 Satisfactory Past Performance of the bidder for quoted producat Yes Yes Yes Yes Yes No
8 The firms sh.aII also declare the make, rlnodel, countrY of orllgm and cm:mtry of Ves Yes Ves Yes Ves Yes
manufacturing of all standard accessories to be provided with the equiptment.
The quoted model of imported product shall be available on the current official website
9 of the manufactulrer; ot.herwise the qugted product ‘shaII be considered obsolete/ Yes \( Ves Yes Yes Ves
. redundant and will straight away be rejected. {Web link and Screenshot must be ?\ .
attached) o P A o
I e { A
[ R O a g
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Dr. Zeeshan Khan

M.8.8.5., FC.RS.
sistant Profecsor Anaesthesia fICU
Sheikh Zayed fleaicsi Collogeospital

R e Yar Khan

//;;i:: Zay

{ y \\\\“ \).o'ﬂ."w‘
. . M/s Medical M/s Mediland M/s Eastern RV ¢ Il A I\)l 5 Radiant
uSr. No. ITEM NO. 4% O.T Table M/s Sigma Internationa Equipment&systems pakistan Medical M/fs Vertex‘lfi‘i]gdma ‘Medlca|
!\ .ﬁe\v - s
The bid must comply with the required technical specifications of the quoted single
10 . . . . : Yes Yes Yes Yes Yes Yes
item/ complete package. Incomplete offer will straightaway be rejected.
11  |Acceptance of terms and condition of tender documents duly signed and stamped Yes Yes Yes Yes Yes Yes
Remarks {Responsive/Non-Responsive Responsive Responsive Responsive Responsive Non Responsive | Non Responsive
Evaluation Criteria {Score 75 81 83 85 86 79
TECHNICAL SPECIFICATIONS
Make| SU-03(T-shaped base) Paramount SCHMITZ Medifa ALVO MEDICAL MEDICINGS
Model Famed KM-401 OPX Mobilis RC30  |5000 Series (504220 ETUDA 4-02 KEPLER-T3000
Country of Manufacturer (Origin}: USA, EU, Japan| Europe Japan Germany Gerrmany POLAND LITHUANIA
Operating Tables used to conduct the different kind of surgical interventions of
1 . . ) " ) Yes Yes Yes Yes Yes Yes
patients, the dedicated tables provide all the positions required by the surgeon
2 Weight bearing capacity of 200kg or more Yes Yes Yes Yes Yes Yes
3 4-5 Sectional Operation Table with Single Leg Section Yes Yes Yes Yes Yes Yes
4 Table top equipped with radiolucent material. Yes Yes Yes Yes Yes Yes
5 The mattress covers with washable, antistatic material. Yes Yes Yes Yes Yes Yes
6 X-ray Cassette holder for X-Ray and C-Arm facility Yes Yes Yes Yes Yes Yes
7 Electric Height adjustment: 75C to 1000 mm or more. Yes Yes Yes No {780 mm} Yes Yes
8 Electric Trendelenburg/Reverse Trendelenburg: 257 / -25° or better. Yes Yes Yes Yes Yes Yes
9 Electric lateral tilt: 20° / -20° or better. Yes Yes Yes Yes Yes Yes
10 Manual/electrichackrest adjustment:70° / -15°or better, Yes Yes Yes Yes Yes Yes
11 - |Manual leg section adjustment: 20" /-90° or better. .\ Yes {_Yes > Yes Yes Yes Yes
12 1220-230V, 50 Hz. Yes Yes Yes Yes Yes Yes
13 Hand control unit. Yes Yes Yes Yes Yes Yes
14  |Override panel in the column for back up control in emergency cases. Yes Yes Yes Yes Yes Yes
15  |Battery backup control of table in case of main power failure, Yes Yes Yes Yes Yes Yes
Accessories:
a Arm rest with clamp Yes Yes Yes Yes Yes Yes
b Fixation strap Yes Yes Yes Yes Yes Yes
[ Anesthesia screen Yes Yes Yes Yes Yes Yes
d Adjustable leg rest pads Yes Yes Yes Yes Yes Yes
e Large width body strap Yes Yes Yes Yes Yes Yes
f Adjustable bottle holder rod Yes Yes Yes Yes Yes Yes
g Shoulder support Yes Yes Yes Yes Yes Yes
Remarks {Responsive/Non-Responsive Responsive Responsive Respnnqﬁ(e Non Responsive Responsive Responsive
L%,
';\“ i
Note: \é:; g )
1 - M/S VERTEX MEDICAL is Non Responsive as per KNOCK DOWN CRITERIA. s & yar W02 / ?
2  M/S EASTREN MEDICAL is Non Responsive as per TECHNICAL CRITERIA. 1\\05‘9‘\3\‘ t o
3~ M/S RADIANT is Non Responsive as per KNOCK DGWN CRITERIA.

DR, AKIF RAUH
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Sr. # . ITEM NO. 5 E Pendant (Anesthesia) M/s Mediland Pakistan M/s Total Technologies M/s Vertex Medical
KNOCK DOWN CRITERIA {COMMERCIAL EVALUATION)
1 : Original Reciept for Purchase of Tender Yes Yes Yes
2 An Affidavit (as per Speimen Performa on Stamp Paper of Rs. 100/ Yes Yes Yes
3 Copy of CDR/Bid Security| Bank Gurantee Yes Yes :
4 Bid Validity Yes Yes Yes I
5 Delivery Period| Yes Yes Yes _ i
. . . Yes (Online Verfied Yes {Ontine Verfied Online Not verified as per given ,
Vaild Manufacturing Licence (Embassy Attested) Registration Certificate) Registration Certificate) website address |
) Remarks (Responsive/Non-Responsive) Responsive Responsive Non Responsive '
Evulation parameter (quoted itmes/Equipment)
1 |Exclusive /Sole authorization agreement form the Foreign Manufacturer. Yes Yes Yes
Certificate from the Manufacturer that the after sales Services/backup Services shall be provided
9 jointely with the local sole agent and incase of change of local agent, they will provide the after sale Yes Yes Yes
services themselve for through newly oppointed agent for the period mentioned from the date of
commissioning.
Submission of valid legally enforceable exclusive authorization letter of manufacturer assuring full
3 [guarantee and warranty obligations as per enclosed manufacturer authorized form with the bid Yes Yes Yes
document. :
4 Valid Manufacturing License of quoted item Manufacturing embassy attested with certified Yes Yes Online Not verified as per given |
documentary evidence of manufacturing site & location. website address ' ‘
The medical equipment offered from foreign countries of USA, Europe and Japan shall be eligible to |
5 |participate and must bear FDA510k, CE(MDD) or MHLW (Ministry of Health, Labor and Welfare) Yes Yes Yes
standard. I
A Certificate from the manufacturer that the installation will be conducted in conformity with the ‘
6 . . . Yes Yes Yes ]
system requirements by following the professional approach. |
7  |Satisfactory Past Performance of the bidder for quoted producat Yes No Yes g:: =
= 2
P 0 N o= § v
g The firms shall algo declare the.make, .model, cm.mtry of origin and country of manufacturing of all Yes Yes Yes - o 2 |
standard accessories to be provided with the equipment. & B
The quoted model of imported product shall be available on the current official website of the —3 &' a
9  |manufacturer; otherwise the quoted product shall be considered obsolete/ redundant and will straight Yes Yes Yes g f K
away be rejected. (Web link and Screenshot must be attached) s = E
The bid must comply with the required technical specifications of the quoted single item/ complete = 5 =
10 . . . Yes Yes | Yes = O
package. Incomplete offer will straightaway be rejected. iy 8
11 [Acceptance of terms and condition of tender documents duly signed and stamped Yes Yes Yes =7 o
Remarks (%esponiivefNon-Responsive) Responsiﬁ\ 1 AR“Non Responsive ,ﬁ\\n Non Responsive - °
‘ i ’ oo Ofice / \ - |
/i F ;,ﬁ’ W . ec““‘ca\&w . ;
Y s % . mﬁ\e“_g\\ " e“,\ogp\‘;a
Doputy Medica! Suwﬂmndeu' ':‘,\'\.za‘Je L : ": T alpth sshiugie
. Hospital Ratie: Yar fthan

. Ghbivh Tayed Huz,r\"u.IRa‘:wmYari’\‘.ur
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ITEM NO. 5 E Pendant (Anesthesia)

Sr. & M/s Mediland Pakistan M/s Fotal Technologies M/s Vertex Medical
- Evaluation Criteria (Score) 83 84 26
TECHNICAL SPECIFICATIONS
Mako KLS Martin LM MEDICAL DEVELOPMENT (SHD)
Model Independent Flex OKI-ISOLA MOTION ’
Country of Manufacturer (Origin): USA, EU, Japan Germany Ttaly ltaly { }/
Evaluation Criteria Score )

1 -Ceiling mour}tt_zd Aneasthc§ia Pendant system should be powder coated, hygicnically smooth surface, Yes Yes ot

impact and disinfectant resistant
2 |Shelves—3 or 4Pcs Yes Yes Ao
3 |Drawer—1or2Pcs Yes Yes ‘._. PR
4 |No. of Arms: 2 Yes Yes
5 |Length of first arm: 1000mm Yes Yes
6 |Length of second arm:800mm Yes Yes
7 [Max. Degree of rotation at each arm: 300° or better Yes Yes
8 |Max. Loading capacity:200Kg or better Yes Yes
9 {Braking system: Electromagnetic / Electric / pneumatic brakes to control horizontal movement Yes Yes
10 |Electrical Sockets British Standard — 16 to 20 Pcs Yes Yes
11 |LAN Data ports RJ45 for PC—1Pc Yes Yes
12 |Telephone Qutlets RI11 — 1Pc Yes Yes
13 |Oxygen Outlet: 2Pcs Yes Yes
14 |Medical Air 4 Bar: 2Pcs Yes Yes
15 |Vacuum Qutlet: 2Pes Yes Yes
16 |Nitrous Oxide Outlet: 2Pcs Yes Yes
17 [AGSS Qutlet: 1Pc Yes Yes
18 |LV Pole—1Pc Yes Yes
19 |Basket for accessories Yes Yes

Remarks (_ResponsivelNon-Responsive)l Responsive Responsive

Note:
1 M/S TOTAL TECHNOLOGIES is Non Responsive as per KNOCK DOWN CRITERIA.
2 M/S VERTEX MEDICAL is Non Responsive as per KNOCK DO '“% TERIA.

r”Zeeshan Khan -

{§tant Professor Anaesthesia ICU
Bk 7 o tileaical ColegeHuspial

M.B.B.S., FC.PS.

wm Yar Khan

Daputy Medical Superitandant
Shhikh Zay od Haspral Ralvia Var ik
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Sr.# ITEM NGO, 6 £ Pendant {Surgical) M/s Mediland Pakistan M/s Total Technologies wﬂé\( Med!calx\‘ \J\@.

KNOCK DOWN CRITERIA {COMMERCIAL EVALUATION) n\'(\" u\\‘ et

1 Original Reciept for Purchase of Tender Yes Yes zﬁ Q\?‘Y:qg o N N

2 An Affidavit (as per Speimen Performa on Stamp Paper of Rs. 100/+ Yes Yes Jﬁg\t&% Ws‘ﬁ“‘

3 Copy of CDR/Bid Security, Bank Gurantee Yes i Yes

4 Bid validity Yes Yes Yes

5 Delivery Period Yes Yes Yes

6 Vaild Manufacturing Licence {Embassy Attested) Yes (Cnline Verf?ed Registration| Yes (Online Vealff_ied Registration [Online Not ver!'fied registration

Certificate) Certificate} certificate
Remarks (Responsive/Non-Responsive Responsive Responsive Non Responsive

Evulation parameter {quoted itmes/Equipment)

1 |Exclusive /Sole authorization agreement form the Foreign Manufacturer. Yes Yes Yes
Certificate from the Manufacturer that the after sales Services/backup Services shall be provided
jointely with the local sole agent and incase of change of local agent, they will provide the after sale

2 ) . X . Yes Yes Yes
services themselve for through newly oppointed agent for the period mentioned from the date of
commissigning.

: Submission of valid legally enforceable exclusive authorization Ietter of manufacturer assuring full

3 Jguarantee and warranty obligations as per enclosed manufacturer authorized form with the bid Yes Yes Yes
document.

" Valid Manufacturing License of quoted item Manufacturing embassy attested with certified Yes Yes Online Not verified registration
documentary evidence of manufacturing site & location. certificate
The medical equipment offered from foreign countries of USA, Europe and Japan shall be eligible to _

5 |participate and must bear FDA510k, CE{MDD) or MHLW (Ministry of Health, Labor and Welfare} Yes Yes Yes
standard.
A Certificate from the manufacturer that the installation will be conducted in conformity with the

6 ] ] . Yes Yes Yes
system reguirements by following the professional approach.

7 |satisfactory Past Performance of the bidder for quoted product. Yes No No
The firms shall also declare the make, model, country of origin and country of manufacturing of all

8 ) ) ) - Yes Yes Yes
standard accessories to be provided with the equinment.
The quoted model of imporied product shall be available on the current official website of the

9 |manufacturer; otherwise the quoted product shall be considered obsolete/ redundant and will Yes Yes Yes
straight away be rejected. {Web link and Screenshot must be attached)
The bid must comply with the required technical specifications of the quoted single item/ complete

10 Yes Yes Yes
package. Incompiete offer will straightaway be rejected.

I1 |Acceptance of terms and condition of tender documents duly signed and stamped Yes Yes Yes

. Responsive < . d‘gn | Respionsive
g > S

Non Resplorive
Tt mmﬁﬁ
Head of Gynae

sl

nit-1
7:M.GlHospital, Rahim Yar i

fl.‘ufé,.
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Sr.# ITEM NO. 6 E Pendant (Surgical) M/s Mediland Pakistan M/s Total Technologies M/s Vertex Medical
TECHNICAL SPECIFICATIONS
Make KLS Martin LM MEDICAL D?;gg‘;ﬁgﬁ?ggb )
Model independent Flex OKI-ISOLA MOTION
Country of Manufacturer (Origin): USA, EU, Japar Germany Taly Fialy
Evaluation Criteria Scorg 83 84 86
1 ?ciling moul?tc?d Surgical I"endant system should be powder coated, hygienically smooth surface, Yes Yes Yes
impact and disinfectant resistant
2 |Shelves—3 or 4Pcs Yas Yes Yes
3 |Drawer—1 or 2 Pcs Yas Yes Yes
4 |No. of Arms: 2 Yes Yes Yes
5 |Length of first arm: 1000mm Yes Yes Yes
6 |Length of second arm:800mm Yes Yes Yes
7 |Max, Degree of rotation at each arm: 300° or better Yes Yes Yes
-8 |Max. Loading capacity:200Kg or better Yes Yes Yes
9 |Braking system: Electromagnetic / Electric / pneumatic brakes to control horizontal movement Yes Yes Yes
10 |Electrical Sockets British Standard — 16 to 20 Pcs Yes Yes Yes
11 |LAN Data ports RJ45 for PC— 1 Pc Yes Yes Yes
12 |Telephone Qutlets RII1 — 1P¢ Yes Yes Yes
13 |Oxygen Outlet: 2Pcs Yes Yes Yes
14 |Medical Air 4 Bar: 2Pcs Yes Yes Yes
15 |Vacuum Outlet: 2Pcs Yes e Yes
16 |LV Pole~1Pc Yes DS | ves
Responsive m\\% f\“l:u\ﬁg‘i‘p&{%:l&e}\ Responsiye
Note: R Q W \{f'“‘ T
1 M/S VERTEX MEDICAL is Non Responsive as per KNOCK DOWN CRITERIA. ° ﬁ’(\“ R &3;@‘“
2  M/S TOTAL TECHNOLOGIES is Non Responsive as per KNOCK DOWN CRITERIA. \\Q_"S\%“-Eq;.\)*‘@

---------
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Sheikh Zayed Medical College / Hospital, Rahim Yar Khan
Technical Evaluation Statement (Financial Year 2021-22) on 28-10-2021
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ADP Scheme "Programme for Revemping of Emergencies of Tertiary Care Hospital in Punjab (Sheikh Zayed Hospital, Rahim Yar Khan)

Sr. #, ITEM NO. 7 E HIP Spica O.T Table M/s Ashraf Nadeem
KNOCK DOWN CRITERIA {COMMERCIAL EVALUATION)
1 Original Reciept for Purchase of Tender Yes
2 An Affidavit (as per Speimen Performa on Stamp Paper of Rs. 100/ Yes
3 Copy of CDR/Bid Security| Yes
4 Bid Validity Yes
5 Delivery Period Yes
6 Vaild Manufacturing Licence (Embassy Attested) No
Remarks (Respansive/Non-Responsive) @n Responsivh
Evulation parameter {quoted itmes/Equipment)
1 |Exclusive /Sole authorization agreement form the Foreign Manufacturer. No
Certiticate from the Manutacturer that the after sales Services/backup services shall be provided jointely with the local soie
2 |agent and incase of change of local agent, they will provide the after sale services themselve for through newly oppointed No A%
agent for the period mentioned from the date of commissioning ogov i
3 Submission of valid legally enforceable exclusive authorization letter of manufacturer assuring full guarantee and warranty No N \\@(\ y e »
{0 YL\ R
obligations as per enclosed manufacturer authorized form with the bid docurnent. \\\ e Q;;\\\“‘
4 Valid Manufacturing License of quoted item Manufacturing embassy attested with certified documentary evidence of No o “[
rmanufacturing site & location.
5 The medical equipment offered from foreign countries of USA, Europe and Japan shall be eligible to participate and must Né
bear FDAS10k, CEMMDD) or MHLW (Ministry of Health, Labor and Welfare) standard.
6 A Certificate from the manufacturer that the installation will be conducted in conformity with the system requirements by No
following the professional approach. r
7 |Satisfactory Past Performance of the bidder for quoted producat No = .
8 The firms shall also declare the make, madel, country of origin and country of manufacturing of all standard accessories o No %? ,\? é"
be provided with the equipment. _ ' % SIS
the quoted model of imported product shall be availabte on the current official website of the manufaciurer; otherwise the \% Qr{}’ &
9 quoted product shall be considered obsolete/ redundant and will siraight away be rejected. (Web link and Screenshat must No N $ Q__'?
be attached) W\ & &
10 The bid must comply with the required technical specifications of the guoted singie item/ compleie package. Incomplete No ] g,’i
offer will straightaway be refected, :%# qr:;? N
11 |Acceptance of terms and condition of tender documents duly signed and stamped No K z é\
r _ _ Remarks (Responsive/Non-Responsive) Non Responsive =l
» Loeg hagh_g-s [TECHNICAL SPECIFICATIONS
SR UYWL - Vel s SURGICAL
b "I 'f‘;m{f.i;' r’,a‘ S:fht"sfa i L;Jt)' S o Model Local P e
Iy, T 4 — ”! — Py — - ; 7 L
A oifen \\ B oy \i\-‘_ﬂ:(‘:c}imtry of Manufacturer (Originy: USA, EU, Japan Local /g‘ : @ﬁf
oAl . 3
y '\“ea‘“et'““‘ REa o
A B0 ot

X\
N \.hed\“-
g ¥

e ed
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Sr. #, ITEM NO. 7 E HP Spica O.T Table M/s Ashraf Nadeem
The table and its systern storong, study enough to hold weight of 225 kg or more 5 sectional operation table with single leg No
sunction.
Table top equipec with radiolucent material. No
Width 540 mm or more, length 2000 mm or more No
The mattress covers with washable, antistatic material. No -
X-Ray cassett tunnel throughout the table. No
single Leg Sections No
Fulfils X rays and C arm requiremtns. ‘ No
Following motor driven movements controlled through hand set controller, No
Height adjustment: 595 to 890 mm or more. No
Trendelenburg / Reverse Trendelenburg: 26° / -26° or better No
Backrest adjustrment 70 Deg. / -15 Deg. Or better No
Leg section adjustment motor driven; 20 deg. / -90 deg. Or better No g
Lateral tilt 20 deg. / -20 deg. -~ No = &
220-220 V, conncetion No L ay @p%g‘f:\“\m\ "
hand control Unit No ¢ D% v} %\‘:\gﬂ“‘{\:&g\\\“‘\‘
Wireless / IR Hand control Unit No ‘. “‘\f':\\‘\? %\q‘s\@\c\\&s\\
Override panel in the olumn for Back up control in emergency cases No \‘;‘;3\1}\\?%&\\\“‘ ¥
Battery backup control of table in case of main power failure. No
. |Accessories: -

Anesthesia Screen (01 No.)

Arm Rest with straes (01 pair)

[V Rod (01 No.)

Devon strap (Body strap) Large width (01 No.)
Leg and Body sirap

Orthopedic Extension Device

Extension Device Height: 700 - 1160 mm
Total Length 1857

Pelvic support pad angle +/- 20 Degree and +/-40 Degree.
Perineal post pad

Traction device.

Stainless steel Acessory stand.

Note: _ o~
JO'\/\DV'  M/S Ashraf Nadeem is Non Rey ive er. KNOCK DOW

ASATL

[

Depuly !
Snbikh Zayed Hoptal Rahie Yar Khan
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Sheikh Zayed Medical College / Hospital, Rahim Yar Khan
Technical Evaluation Statement (Financial Year 2021-22) on 28-10-2021

pa®
ADP Scheme "Programme for Revemping of Emergencies of Terttary Care Hospital in Punjab {Sheikh Zayed Hospital, Rahlm Yar Khan)

Sr.# ITEM NO. 8E-Medium Steam Sterlizer M/s s'g,ma M/S Global M/S Clinical Life M/s M.edlland M/s Total M/s Vertex Medical
International Pakistan Technologies
KNOCK DOWN CRITERIA (COMMERCIAL EVALUATION)
1 QOriginal Reciept for Purchase of Tender| Yes Yes Yes Yes Yes Yes
2 An Affidavit {as per Speimen Performa on Stamp Paper of Rs. 100/ Yes Yes Yes Yes Yes Yes
3 Copy of CDR/Bid Security Yes Yes Yes Bank Gurantee Yes Yes
4 Bid Validity| Yes Yes Yes Yes Yes Yes
5 Delivery Pericd Yes Yes Yes Yes Yes Yes
Model not
Yes {Online Yes {Online Yes {Online Prgl:g::”;:;igw
. L Yes (Online Verfied ) Verfied Verfied Verfied
6 Vaild Manufacturing Licence (Embassy Attested) . ) " Not Provided . ) . ) ) ) Letter & also not
Registration Certificate} Registration Registration Registration ) .
Certificate) | Certificate) Certificate) provl|ded.onhne
verification of
Registration Link
Remarks {Responsive/Non-Responsive Responsive Non Responsive Responsive Responsive Responsive Non Responsive
Evuiation parameter (quoted itmes/Equipment)
1 |Exclusive /Sole authorization agreement form the Foreign Manufacturer, Yes Yes Yes Yes Yes Yes
Certificate from the Manufacturer that the after sales Services/backup Services shall be
2 provided jointely u.rvith tha local sole agent and incase of c.hange of iocat agent, they will p.rovide Yes Yes Yes Yes Ves Ves
the after sale services themselve for through newly oppointed agent for the period mentioned
from the date of commissioning.
Submission of valid legally enforceable exclusive authorization letter of manufacturer assuring _
3 {full guarantee and warranty obligations as per enclosed manufacturer authorized form wnth Yes Yes Yes Yes Yes Yes
the bid document.
Model not
Yes (Online Yes (Online Yes {Online Prg::;;?:;ii:w
4 Valid Manufacturing License of quoted item Manufacturing embassy attested with certified -Yes {Online Verfied Not Provided Verfied Verfied Verfied Letter & also not
documentary evidence of manufacturing site & location. Registration Certificate) Registration Registration Registration . .
Certificate) Certificate) Certificate) prov.lt.ied‘onlme
verification of
Registration Link
The medical equipment offered from foreign countries of USA, Europe and Japan shall be
5 |eligible to participate and must bear FDAS10k, CE(MDD} or MHLW {Ministry of Health, Labor Yes Yes Yes
and Welfare) standard.
6 A Certificate from the manufacturer that the installation will be conducted in conformity with - Yas Yes Yes
the systemn requirements by following the professional approach.
7 |Satisfactory Past Performance of the bidder for quoted product. {02 Years) Yes Yes Yes 1
3 The firms shall also dfaclare the ma.ke, mo_del, countr‘y.of origin and country of manufacturing of] Yes Yes %&\} ‘{_\\(‘Q
all standard accessories to be provided with the eguipment, AP
Ly
@

eeshan Khan

MBS, FCPS

Asslstant Professc .)r»'x',ao‘;*hesm Tl
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- M/s Medi L “M/s Total
Srtt ITEM NO. 8E-Medium Steam Sterlizer M/s Sigma M/SGlobal | M/s Clinical Life] ™/° Me fsTotal 1 Vertex Medical
. international Pakisfan Technologies
v
The quoted model of imported product shall be available on the current offictal website of the
9 |manufacturer; otherwise the quoted product shal! be considered obsolete/ redundant and will Yes Yes Yes Yes Yes Yes
straight away be rejected. (Web _Iink and Screenshot must be attached)
10 The bid must comply with the requareq techr'ncal spemﬂcatpns of the quoted single item/ Yes Yes Yes Yes Yes Yes
complete package. Incomplete offer will straightaway be rejected.
11 jAcceptance of terms and condition of tender documents duly signed and stamped Yes Yes Yes Yes Yes Yes
Remarks (Responsive/Non-Responsive Responsive Non-Responsive Responsive Responsive Responsive Non-Responsive
Evaluation Criteria Scorey 75 73 77 83 84 81
TECHNICAL SPECIFICATIONS
Make Celitron Steris Corporatiton A.J.Costa Getinge Infectiond MMM Group STEELCO, SPA
'
Amaro 5000 Selectomatyg PL ' v
- AMSCO 400 GSS67H10 Vs -
Model A-666 707070-20 GI 666-2 CL STV gl e
Country of Manufacturer (Origin): USA, EU, Japaq Europe USA Portugal Poland Germany ITALY
Hi h
1 igh pressure Steam Sterilizer each with external steam supply as primary source with Yes Yes Yes Yes Ves Yes
integrated steam generator as backup
2 JFully automatic, programmable, microprocessor type Yes Yes Yes Yes Yes _Yes
3 |Touch screen colored display and integrated printer Yes Yes Yes Yes Yes Yes
4 |Automatic motorized/pneumatic two doors pass threugh system Yes Yes Yes Yes Yes Yes
5  |Time cycled, working pressure 32 psi Yes Yes Yes Yes Yes - Yes
6 - |Safety interlock. Temperature & Pressure recorder. Chamber pressure indicator Yes Yes Yes Yes Yes Yes
7 |Cycle indicator to determine the phase of sterilization cycle Yes Yes - Yes Yes Yes Yes
8 |Program/Cycle selection Yes Yes Yes Yeas Yes Yes
Compl i i f i
9 plete 'Wlth standard access?r;es and removable shelves, capable of taking both packets Yes Yes Yes Ves Yes Yes
and containers of all standard sizes
10 |Chamber capacity 04 STU, rectangular shape Yes Yas Yes Yes Yes Yes
11 [Chamber, jacket and doors made of AISI 316 L/Ti Yes Yes Yes Yes Yes Yes
12 The system complete with built-in water saving system, automatic heat exchanger and Air Yes Yes Ves Ves Yes Yes
detector
13 |Two loading / untoading trolleys and one loading carts compatible with system Yes Yes Yes Yes Yes Yes
14 UPS of smta?le capacity with m|n:mum 15 mmutes- for Con'troI!er cum display for monitoring Yes Yes Ves Yes Yes Yes
and controlling of parameters during power shedding provided/ installed by the manufacturer
15 {Optional: R.O Plant should be gouted - - - - - - i
a |R.Q Plant 50 gallon per day as a part of standard specification (Local Made) Yes Yes Yes Yes Yes Yes ey
b |The firm should quote the price of RO plant with the sterilizer. Yes Yes Yes Yes Yes Yes -~
Yy
Remarks {Responsive/Non-Responsive _Re;sponsive Responsive Responsive Responsive Responsive Responsiv: %&‘%’ QE’Q‘
Note: - W
1" M/S GLOBAL is Non Responsive as per KNOCK DOWN CRITERIA.’ Ny
M/S VERT M ICAL is Non Responsive as per KNOC . @m _ Q,;gqﬁ &
s:e&. an :(han : RS .
FCps. priders T
55'“"'?; ﬁ f(?f‘;SgOFA*:aesmem HCY DGPU“ Medwc\s Eﬂmww "
J;:; ‘if“ i?e “ieiHospital ghbikh Zayed HosP "
hr 1T

0%}6. ”

‘?9, /R

0 A



LA
iwr N

s ‘ Page 15 of 29 :
i |
a - . . !
Sheikh Zayed Medical College / Hospital, Rahim Yar Khan
Technical Evaluation Statement (Financial Year 2021-22) on 28-10-2021
ADP Scheme "Programme for Revemping of Emergencies of Tertiary Care Hospital in Punjab (Sheikh Zayed Hospital, Rahim Yar Khan) i
sr# ITEM NO. 9E-RO Plant M/S Hospital Supply Corporation M/s Ashraf Nadeem ;
KNOCK DOWN CRITERIA (COMMERCIAL EVALUATION]
1 Original Reciept for Purchase of Tender, Yes Yes
2 An Affidavit (as per Speimen Performa on Stamp Paper of Rs. 100/- Yes Yes
3 Copy of CDR/Bid Security Yes Yes
4 Bid Validity| Yes Yes _ ‘
5 Delivery Period Yes Yes |
6 Vaild Manufacturing Licence {Embassy Attested) Local Local
Remarks {Responsive/Non-Respansive] Responsive Responsive i

Evulation parameter {quoted itmes/Equipment)
1 {Exclusive /Sole authorization agreement form the Foreign Manufacturer, Local Local
Certificate from the Manufacturer that the after sales Services/backup Services shall be provided
jointely with the local sole agent and incase of change of local agent, they will provide the after sale
services themselve for through newly oppeinted agent for the period mentioned from the date of
commissioning. ’

Submission of valid legally enforceable exclusive authorization letter of manufacturer assuring full

3 |guarantee and warranty obligations as per enclosed manufacturer authorized form with the bid Local ‘ Local
docurent.

Valid Manufacturing License of quoted item Manufacturing embassy attested with certified
documentary evidence of manufacturing site & location.

The medical equipment offered from foreign countries of USA, Europe and Japan shall be eligible to
5 |participate and must bear FDAS10k, CE(MDD) or MHLW (Ministry of Health, Labor and Welfare} tocal Local

standard. Y
RO ‘L“:T: e
Local Local %\\é\\*“t e

Local . Local

Lacal Local

A Certificate from the manufacturer that the installation will be conducted in conformity with the
system requirernents by following the professional approach.

7 |Satisfactory Past Performance of the bidder for quoted product. (02 Years) Yes Yes
The firms shall also declare the make, maodel, country of origin and country of manufacturing of all

8 Local Local i

standard accessories to be provided with the equipment. oce i

The quoted maodel of imported product shall be available on the current official website of the |

9 |manufacturer; otherwise the quoted product shall be considered obsolete/ redundant and will straight tocal Local
away be rejected. {Web tink and Screenshot must be attached) s,

The bid must camply with the required technical specifications of the quoted single item/ complete é,:; ;

10 . ) . Local Local & -

package. Incomptete offer will straightaway be rejected. %‘.\ AN

11 |Acceptance of terms and condition of tender documents duly signed and stamped. Local Local : \QE':’ § _\ré‘; |

Remarks{Responsive/Non-Responsive Responsive Responsive : N;g?‘ § § |

Technical Specification FIEY WY \%’ o;"’ &

- Lo Make AQUAMED SOLUTIONS Hydranautics \? FF §F

~ sy Y . Modelkn /AMS-15000GPD 220-LPH g,i::) $ & ;

ot s YA

- “QF' . g . P ; ) A SR . Q\ x> %‘ i

oD O AKTE RAUF L 7 s

‘fj\g a&\t-'& wed ™ * o MR - i |

AReL H

i i

Daputy Modice Suporitender: R e
~ L i e Dakim Yarhan . . o
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( (
Sr.# ITEM NQ. SE-RQ Plant M/S Hospital Supply Corporation M/s Ashraf Nadeem
Country of Manufacturer (Origin}: USA, EU, Japar Local Usa
Evaluation Criteria Scoré 82 71
1 {Including Civil/Plumbing Work and Installation Yes Yes
2 |RO system should be compatible with the CSSD equipment requirement Yes Yes
3 |in accordance with the quality of the local water where it is being installed Yes Yes
4 jlitshould have imported parts that may be locally assembled Yes Yes
5 |The reverse osmosis unit including filters, hardness stabilizing unit, activated carbon with prefilter Sum Yes Yes
& |Pre-filter lum, DS reverse osmosis system. Capacity of 150 or higher L/ h Yes Yes
7 |Storage tank 1,000t {for laundry and CSSD). Yes Yes
8 Level control for tank, vent filter, pressure pump, ion exchanger, conductivity meter control, distribution Ves Ves
manifold, hose set and installation material
9 |Total Dissolved Salts Level (TDS) of Filtered water shoukd not be more than 15 PPM. Yes Yes
Remarks {Responsive/Non-Responsive Responsive Responsive
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Sheikh Zayed Medical College / Hospital, Rahim Yar Khan

Technical Evaluation Statement {Financial Year 2021-22) on 28-10-2021 ’
ADP Scheme "Programme for Revemping of Emergencies of Tertiary Care Hospital in Punjab (Sheikh Zayed Hospital, Rahim Yar Khan)

Sr.# ITEM NO. 10E-Vascuslar Set (Local) M/s Ashraf Nadeem
KNOCK DOWN CRITERIA (COMMERCIAL EVALUATION) -
1 Qriginal Reciept for Purchase of Tender| Yes
2 An Affidavit {as per Speimen Performa on Stamp Paper of Rs. 100/+ Yes
3 Copy of CDR/Bid Security Yes
4 Bid Validity| Yes
5 Delivery Period Yes
6 Vaild Manufacturing Licence (Embassy Attested) Local
Remarks (Responsive/Non-Responsive) Responsive ‘
Evulation parameter (quoted itmes/Equipment) ‘ '
1 |Exclusive /Sole authorization agreement form the Foreign Manufacturer. Local

Certtificate from the Manufacturer that the afier sales Services/backup Services shall be provided jointely with the
2 |local sole agent and incase of change of local agent, they will provide the after sale services themselve for Local
through newly oppointed agent for the period mentioned from the date of commissioning,.

Submission of valid legally enforceable exclusive authorization letter of manufacturer assuring full guarantee and

3 warranty obligations as per enclosed manufacturer authorized form with the bid document. Local
4 Valid Manufacturing License of quoted item Manufacturing embassy attested with certified documentary Local
evidence of manufacturing site & location.
5 The medical equipment offered from foreign countries of USA, Europe and Japan shall be eligible to participate Local
and must bear FDAS10k, CE(MDD) or MHLW (Ministry of Health, Labor and Welfare) standard. 0c
6 A Certificate from the manufacturer that the installation will be conducted in conformity with the system Local

requirements by following the professional approach.
7  |Satisfactary Past Performance of the bidder for quoted producat Local
The firms shall also declare the make, model, country of origin and country of manufacturing of all standard
accessories to be provided with the equipment.

The quoted model of imported product shall be available on the current official website of the manufacturer;
9 |otherwise the quoted product shall be considered obsolete/ redundant and will straight away be rejected. (Web Local
link and Screenshot must be attached)

The bid must comply with the required technical specifications of the quoted single item/ complete package.

Local

10 Incomplete offer will straightaway be rejected. ) Local
11 ]Acceptance of terms and condition of tender documents duly signed and stamped B RQ-L\(" Local
S Regxmk%gﬁﬁgvem on-Responsive) Responsive
\ -\\a‘ﬁ?é‘luation Criteria Scordd 71

; DREAKIERA
Deputy Madical Superitandent
e - Shhikh Zaved Hosoital Rahim Vari{kan
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Sr.# ITEM NO. 10E-Vascuslar Set (Local) M/s Ashraf Nadeem
Technical Specifications ‘
1 |POTTS-DE MARTEL SCISSORS25DGS/S185MM Yes
2 |POTTS-DE MARTEL SCISSORS45DGS/S185MM Yes
3 |WEITLANER RETRACTOR 2X3T.SH.105MM _ Yes
4 |WEITLANER RETRACTOR 3X4T.SH.130MM Yes
5 |WEITLANER RETRACTOR 3X4T.SH.165MM . Yes
6 __|TC RYDER NEEDLE HOLDERDELSERR 135MM Yes
7 _|TC RYDER NEEDLE HOLDERX-DELSERR175MM Yes
8 _|TC RYDER NEEDLE HOLDERDELSERR 195MM Yes
9 |DUROGRIP NDL HLDR SERR 0.2/180MM Yes
10 |FERG-FRAZIER SUCT 6FR 2/110MM WRK-LGTH Yes
11 |DEBAKEY ATR.BULLDOGCLAMP STR.30/90MM Yes
12 |DE'BAKEY ATR.BULLDOGCLAMP STR.45/105MM Yes g™
13 [DE'BAKEY ATR.BULLDOGCLAMP STR.65/125MM Yes “\@“@,\m .
14 |PEAN-DE'BAKEY ATR.FRCPS STR155MM Yes ‘z\;\\;ﬁ“&@&" .A\-\\\\““, @
15 |DEBAKEY-PEAN ATR.FRCPS STR.60MM 200MM Yes S “\;0“\‘\%@ M
16 |DEBAKEY-PEAN ATR.FCPS STR89MM265MM Yes RASRT AT &\{\\\C@i@
17 _|DEBAKEY AORTA ANEURYSM CLMPCVD270MM Yes RSN o %"‘:;t@i%‘
18 |DEBAKEY AORTA ANEURYSM CLAMPCVD330MM Yes P
19 [DELICATE THUMB FORCEPS SMOOTH 200MM Yes |
20 ISTANDARD FORCEPS SERR 145MM Yes
21 |STANDARD FORCEPS SERR 200MM Yes
22__|[METZENBAUM SCISSORS CVD 145MM Yes
23 IMETZENBAUM SCISSORS CVD 200MM Yes
24 _|UNIVERSAL SCISSORS BLACK. 145MM Yes
25 |UNIVERSAL SCISSORS BLACK 180MM Yes
26 |[ROCHESTER-PEAN FORCEPS STR 160MM - Yes
27 |[ROCHESTER-PEAN FORCEPS CVD 160MM Yes
28 |HALSTED-MOSQUITO FORCEPS DELSTR125MM ' Yes
29 |HALSTED-MOSQUITOQ FORCEPS DEL CVD125MM Yes
30 |DEAVER RETRACTOR FIG 1 25MM305MM Yes
31 |DEAVER RETRACTOR FIG 2 25MM 318MM Yes /
32 |DEAVER RETRACTOR FIG 3 33MM305MM Yes !
33 |DEAVER RETRACTOR FIG 4 50MM 311MM Yes \
34 |DEAVER RETRACTOR FIG 5 75MM 324MM Yes
35 [FINOCHIETTO RIB SPREADER 36X45MM BLDS Yes
36 |LANGENBECK RETRACTOR 40X13MM 210MM Yes
37 {ALLISON LUNG SPATULA 40MM253MM - Yes
38 [ALLISON LUNG SPATULA 54MM 324MM L Yes
39 |SCALPEL HANDLE #3 a Yes
40 |SCALPEL HANDLE #4 A Yes
41 |SCALPEL HANDEL #3L K NGO Yes
r. 7 e ROTHS. DENARTEL SCISSORS25DGS/S 134 N N Yo
/\I\D'B . MBES*{‘;ET‘&} ; “6}‘\%6&&@\ L oe b Otis & Gynae uni-it
Assistant Profess L eHospita m&@@ Hea ch\oht, Ratim Yar Khan
she Ryahiln e Kan RS S 1.
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Sr.# ITEM NO. 10E-Vascuslar Set (Local) M/s Ashraf Nadeem
43 [POTTS-DE MARTEL SCISSORS45DGS/S185MM Yes
44 |WEITLANER RETRACTOR 2X3T.SH.105MM Yes
45 |WEITLANER RETRACTOR 3X4T.SH.130MM Yes
46 |WEITLANER RETRACTOR 3X4T.SH.165MM . Yes
47 |TC RYDER NEEDLE HOLDERDELSERR 135MM Yes
48 |TC RYDER NEEDLE HOLDERX-DELSERR175MM Yes
49 |TC RYDER NEEDLE HOLDERDELSERR 195MM Yes
50 |DUROGRIP NDL HLDR SERR 0.2/180MM Yes
51 |FERG-FRAZIER SUCT 6FR 2/110MM WRK-LGTH Yes
52 |DEBAKEY ATR.BULLDOGCLAMP STR.30/90MM Yes
53 |DEBAKEY ATR.BULLDOGCLAMP STR.45/105MM Yes
54 |DE'BAKEY ATR.BULLDOGCLAMP STR.65/125MM Yes
55 {PEAN-DE'BAKEY ATR.FRCPS STR155MM Yes
56 |DEBAKEY-PEAN ATR.FRCPS STR.60MM 200MM Yes
57 |DE'BAKEY-PEAN ATR.FCPS STR3IMM265MM Yes
58 |DE'BAKEY AORTA ANEURYSM CLMPCVD270MM Yes
59 |DE'BAKEY AORTA ANEURYSM CLAMPCVD330MM Yes
60 IDELICATE THUMB FORCEPS SMOOTH 200MM Yes
61 |STANDARD FORCEPS SERR 145MM Yes
62 |STANDARD FORCEPS SERR 200MM Yes
63 |METZENBAUM SCISSORS CVD 145MM Yes
64 |METZENBAUM SCISSORS CVD 200MM Yes
65 |UNIVERSAL SCISSORS BLACK 145MM Yes
66 JUNIVERSAL SCISSORS BLACK 180MM Yes
67 |YASARGIL/LEYLA SELF-RETAINING RETR1-ARM Yes
68 [BRAIN SPATULA FLAT MALL 11&13MM178MM Yes
69 - [BRAIN SPATULA FLAT MALL15& ISMMI178MM Yes
‘70 {OLIVECRONA SPATULAFLATFLEX7&9MMI178MM Yes
71 |OLIVECRONA BRAIN SPATULA 18 A.22MM Yes
72 |MAYQO-HEGAR NEEDLE HOLDER150MM Yes
73 |MAYO-HEGAR NEEDLE HOLDER185MM Yes
74 . IMAYO-HEGAR NEEDLE HOLDER200MM Yes
75 |HEGAR-MAYO NEEDLE HOLDER 265MM Yes
76 {TISSUE FORCEPS SERR CVD 146MM Yes
77 |TISSUE FORCEPS CVD 1X2 145MM Yes
Responsive

. [

Notfa. N

Subject to approval of Sample. \c{i R

' L e
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f
Sheikh Zayed Medical College/ Hospital, Rahim Yar Khan
Technical Evaluation Statement
ADP Scheme "Programme For Revemping of Emergencies of Tertiary Care Hospital in Punjab {Sheikh Zayed Hospital, Rahim Yar Khan)"

Sr.# ITEM NO. 11-E Air Curtain (Local) M/s Ashraf Nadeem

KNOCK DOWN CRITERIA (COMMERCIAL EVALUATION)

1

2 Original Reciept for Purchase of Tende| Yes

3 An Affidavit (as per Speimen Performa on Stamp Paper of Rs. 100/ Yes

4 Copy of CDR/Bid Security| Yes

5 Bid Validity Yes

6 Delivery Period Yes

1 Vaild Manufacturing Licence (Embassy Attested) Local

Remarks (Responsive/Non-Responsive) Responsive

Evulation parameter {(quoted itmes/Equipment)

1 Exclusive /Sole authorization agreement form the Foreign Manufacturer.
Certificate from the Manufacturer that the after sales Services/backup Services shall be provided jointely with the local

2 sole agent and incase of change of local agent, they will provide the after sale services themselve for through newiy
oppointed agent for the period mentioned from the date of commissioning.

3 Submission of valid legally enforceable exclusive authorization letter of manufacturer assuring full guarantee and
warranty obligations as per enclosed manufacturer authorized form with the bid document.

4 Valid Manufacturing License of quoted item Manufacturing embassy attested with certified documentary evidence of
manufacturing site & location.

5 The medical equipment offered from foreign countries of USA, Europe and Japan shall be eligible to participate and
must bear FDAS10k, CE(MDD) or MHLW (Ministry of Health, Labor and Welfare) standard.

6 A Certificate from the manufacturer that the instaliation will be conducted in conformity with the system requirements Local
by following the professional approach. '

7 Satisfactory Past Performance of the bidder for quoted producat ' Local

3 The firms shall also declare the make, model, country of origin and country of manufacturing of all standard accessories Local
to be provided with the equipment.
The quoted model of imported product shall be available on the current official website of the manufacturer; otherwise

9 the quoted product shall be considered obsolete/ redundant and will straight away be rejected. (Web link and Screenshot Local
must be attached)
The bid must comply with the required technical specifications of the quoted single item/ complete package. Incomplete

10 . . . Local
offer will straightaway be rejected. )

11 Acceptance of terms and condition of tender documents duly signed and stamped N\ ' Local
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Sr.# ITEM NQ. 11-E Air Curtain (Local) M/s Ashraf Nadeem

Technical Specification

1 Electric Air Curtains to create an invisible downward airflow barrier to keep outside air separate from temperature Yes
controlled indoor air,

2 Reduce energy wastage and keep out pests, odours and dust at the same time Yes

3 Rated Voltage Single Phase 220V~240V Yes

4 Rated Frequency 50/60 Hz ( 60Hz is only for Single Phase 220V) Yes

5 Supply Voltage Rated Voltage £10% Yes

6 Operating Conditions Temperature : -10~40 °C Relative humidity : below 85% Yes

7 RH Storage Conditions Temperature : -10~60 °C Relative humidity : 30~83% RH Motor Form Yes

8 Form 4-pole motor, double shafts Yes

9 Fan Category Cross-flow impeller . Yes

Remarks (Responsive/Non-Responsive) Responsive

Note:
Subject to approval of Sample.
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Sheikh Zayed Medical College / Hospital, Rahim Yar Khan
Technical Evaluation Statement (Financial Year 2021-22) on 28-10-2021

ADP Scheme "Programme for Revemping of Emergencies of Tertiary Care Hospital in Punjab (Sheikh Zayed Hospital, Rahim Yar Khan)

W
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\sk\

\\tv
N 'ir
. M/S Sigma . . M/s Mediland M/s Total ““Q & ﬁa&*&s&
Sr# ITEM NO. 1L- Electronic Autoclave 1STU International M/S Clinical Life Pakistan Technologieéu’"Q 1}‘&“ Mﬁﬂlcal
KNOCK DOWN CRITERIA (COMMERCIAL EVALUATION) £
1 : Original Reciept for Purchase of Tender Yes Yes Yes Yes Yes
2 An Affidavit (as per Speimen Performa on Stamp Paper of Rs. 100/- Yes Yes Yes Yes Yes
3 Copy of CDR/Bid Security Yes Yes Bank Gurantee Yes Yes
4 Bid Validity Yes Yes Yes Yes Yes
5 Delivery Period Yes Yes Yes Yes Yes
Model not
Yes Online | mentioned in
: Yes (Online Verfied Verfied Yes (Online Verfied | Yes (Online Verfied | Provided Ministry
6 . Vaild Manufacturing Licence (Embassy Attested) Registration Registration Registration Registration Letter & also not
Certificate) Cegrti ficate) Certificate) Certificate} provided online
teate verification of
Registration Link
Remarks (Responsive/Non-Responsive) Responsive Responsive Responsive Responsive Non Responsive
Evulation parameter (quoted itmes/Equipment)
1 {Exclusive /Sole authorization agreement form the Foreign Manufacturer. Yes Yes Yes Yes Yes .
Certificate from the Manufacturer that the after sales Services/backup Services shall be provided
jointely with the local sole agent and incase of change of local agent, they will provide the after sale ¥
2 services themselve for through newly oppointed agent for the period mentioned from the date of Yes Yes Yes Yes e
commissioning, '
Submission of valid legally enforceable exclusive authorization letter of manufacturer assuring full
3 |guarantes and warranty obligations as per enclosed manufacturer authorized form with the bid Yes Yes Yes Yes Yes
document.
" Model not
mentioned in
. ided Minist
Valid Manufacturing License of quoted item Manufacturing embassy attested with certified Provided Ministry
4 . N . Yes Yes Yes Yes Letter & also not
documentary evidence of manufacturing site & location. - .
provided online
verification of
Registration Link
The medical equipment offered from foreign countries of USA, Europe and Japan shall be ¢ligible to X )
5 part1c1pate axkd\\‘gnust bear FDAS510k, CE(MDD) or MHLW (Ministry of Health, Labor and Welfare) Ye‘\“?\\ Yes Yes ch
gtandtird. i 0
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Sr.t ITEM NO. 1L- Electronic Autoclave 1ISTU et | M5 Clmieatvite| VLN e | Medesss é
A Certificate from the manufacturer that the installation will be conducted in conformity with the ‘A\Q\'
6 system requirements by following the professional approach. Yes Yes Yes yes o 5 = i
2SN A LY
7 |Satisfactory Past Performance of the bidder for quoted product. (02 years) Yes Yes Yes ﬁlff,\)\\%\g\:‘\@%\i‘ ““‘7‘, i :
The firms shall also declare the make, model, country of origin and country of manufacturing of all N o
8 standard accessories to be provided with.the equipernt. © " ¢ Yes Yes Yes YQSQ\ \‘"“b“ e&:\\&'xeg\;
The quoted model of imported product shall be available on the current official website of the \\“““rb e \\\q.\
9 |manufacturer; otherwise the quoted product shall be considered obsolete/ redundant and will straight Yes Yes Yes Yes ;&\\‘-\w ¥ ves
away be rejected. (Web link and Screenshot must be attached)
10 The bid must comply with th.e requ.ired technical §peciﬁcations of the quoted single item/ complete Yes Yes Yes Yes Yes
package. Incomplete offer will straiphtaway be rejected.
11 |Acceptance of terms and condition of tender documents duly signed and stamped Yes Yes Yes Yes Yes
Remarks (Responsive/Non-Responsive) Responsive Responsive Responsive Responsive Non Responsive
Evaluation Criteria Scorg 75 77 83 34 81
TECHNICAL SPECIFICATIONS
Make|  Ceilitron Alcosta | Getingelnfection |0y croup | steeLco, spa
control
Steri 21 AIC
Modell  AC-450 2046610 G HS33 UNISTERI SL336-1 |VS4/2E/V A5 We
Country of Manufacturer (Origin): USA, EU, Japan Hungiy Portugal Poland Germany ITALY i
1 - |Fully antomatic, programmable, microprocessor type Yes Yes Yes Yes Yes
-2 | Touch screen colored display and integrated printer Yes Yes Yes Yes Yes
- 3 |Automatic motorized/pneumatic single door system —— - No Yes Yes No No ;
4 |Time cycled Yes Yes Yes Yes Yes
5 |working pressure 32 psi Yes Yes Yes Yes Yes
6 |Safety interlock Yes Yes Yes Yes Yes
7 |Temperature & Pressure recorder Yes Yes Yes Yes Yes
8 |Chamber pressure indicator Yes Yes Yes Yes Yes
9 {Cycle indicator to determine the phase of sterilization cycle Yes Yes Yes Yes Yes
10 {Program/Cycle selection Yes Yes Yes Yes Yes
11 |Complete with standard accessories and removable shelves Yes Yes Yes Yes Yes
12 |capable of taking both packets and containers of all standard sizes Yes Yes Yes Yes Yes
13 [Chamber capacity 01 STU Yes Yes Yes Yes Yes
14 |Rectangular shape Yes Yes Yes Yes Yes
15 |Chamber, jacket and doors made of AISI 316 L/Ti 2l " Yes Yes Yes Yes Yes
16 |Complete system with built-in water saving system o Yes Yes - Yes Yes Yes
17 |Automatic heat exchanger and Air detector : o Yes Yes 2 Yes Yes Yes
18 l/wo loading / unldading trolleys and one loading carts compatible with systen e 4 Yes Yes aih [V e® ves —— ] Yes Yes
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[TEM NO. 1L Electronic Autoclave 1STU Rl e Il el I
’ UPS of suitable capacity with minimum 15 minutes for Controller cum display for
19 {monitoring and controlling of parameters during power shedding provided/ installed by the Yes Yes Yes Yes Yes
manufacturer
20 |RO Plant (50 gallon per day) as a part of standard specification (Local Made) - Yes Yes Yes Yes Yes
21 [The firm should quote the price of RO plant with the sterilizer. Yes Yes Yes Yes Yes
' Remarks| Non Responsive | Responsive Responsive Non Responsive | Responsive
Note:
1 M/S VERTEX MEDICAL is Non Responsive as per KNOCK DOWN CRITERIA.
2 M/S TOTAL TECHNOLOGIES is Non Responsive as per TECHNICAL CRITERIA.
3 M/S SIGMA INTERNATIONAL is Non Responsive as per TECHNICAL CRITERIA. y;
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Sheikh Zayed Medical College/ Hospital, Rahim Yar Khan
Technical Evaluation Statement (Financial Year 2021-22} on 28-10-2021 ;

ADP Scheme "Programme For Revemping of Emergencies of Tertiary Care Hospital In Punjab (Sheikh Zayed Hospital, Rahim Yar Khan)"
ITEM NO. 21.-Mobile Operation nght M/s Eastern Medical | M/s Radiant Medical | M/s KASBN INT.
KNOCK DOWN CRITERIA (COMMERCIAL EVALUATIQN)
1 Original Reciept for Purchase of Tender Yes Yes Yes
2 An Affidavit (as per Speimen Performa on Stamp Paper of Rs. 100/ Yes Yes Yes
3 Copy of CDR/Bid Security, Yes Yes Yes
4 Bid Validity] Yes Yes Yes
5 Delivery Period Yes Yes ~ Yes |
| Not provided English ;
; . . Not Provided any Yes (Online Verfied | Version registration
Vaild Manufacturing Licence (Embassy Attested)l . ¢ -ion Certificate | Registration Certificate) | certificate & Online
Link for Verification

Remarks (Responsive/Non-Responsive) Non Responsive Responsive Non Responsive
Evulation parameter (quoted itmes/Equipment)
1 |Exclusive /Sole authorization agreement form the Foreign Manufacturer. Yes Yes Yes
Certificate from the Manufacturer that the afier sales Services/backup Services shall be provided o A%
L - . . . B USROS
5 jointely \:Vlth the local sole agent and incase of c.hangerof local agent, ‘fhey will .prov1dc the after Yes Ves Yes (0 " c,v‘\ &\%6\“ -
sale services themselve for through newly oppointed agent for the period mentioned from the \¢ 0 Qﬁg.t\?- W A
date of commissioning. WL o
Submission of valid tegally enforceable exclusive authorization letter of manufacturer assuring
3 full guarantee and warranty obligations as per enclosed manufacturer authorized form with the Yes Yes Yes ~p— =
bid document. 32 - &{-_-“
- 0
. SER
Not provided English = o &
4 Valid Manufacturing License of quoted item Manufacturing embassy attested with certified Not Provided any Yes Version registration == ;::!; &=
documentary evidence of manufacturing site & location. registration Certificate certificate & Online :'é’ f
Link for Verification =2 g
. x o
—— e S
The medical equipment offered from foreign countries of USA, Europe and Japan shall be L:? ~§ %‘:
5 [leligible to participate and must bear FDA510k, CE(MDD) or MHLW (Ministry of Health, Labor Yes Yes Yes =2 =
and Welfare) standard. AL N
A Certificate from the manufacturer that the installation will be conducted in conformi
6 . . . 2 Yes Yes Yes
the system requirements by following the professional approach. o
7  |Satisfactory Past Performance of the bidder for quoted producat N LT Yes Yes ﬁ\(’ Yes 7|
The firms shall also declare the make, model, country of origin and colitry-af mafuifacturing of AW K
8 all standard accessolies'th'be provided with the equipment. g jﬂ ¥ es N %\%es\&\?“ﬂ Yes
20 . e 4 LY \ s
- N
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ITEM NO. 2L-Mobile Operation Light

Sr.# M/s Eastern Medical | M/s Radiant Medical | M/s KASBN INT.

The quoted mode! of imported product shall be available on the current official website of the

9  |manufacturer; otherwise the quoted product shall be considered obsolete/ redundant and will Yes Yes Yes
straight away be rejected. (Web link and Screenshot must be attached)

10 The bid must comply with the require(F techn_ical spcciﬁcatiions of the quoted single item/ Yes Yes Yes
complete package. Incomplete offer will straightaway be rejected.

11 }Acceptance of terms and condition of tender documents duly signed and stamped Yes Yes Yes

Non Responsive Responsive Non Responsive
Evaluation Criteria Scorg 85 7 76
TECHNICAL SPECIFICATIONS '
Vo dom bed ¥ Makel x Medifa MEDICINOS Ordisi
B Z0o MEL. — Model] < 504220 LUMEN130 1G-100M
Country of Manufacturer (Origin): USA, EU, Japan| |/ |# Germany LITHUANTA Spain

1 {Hermetically dust proof LED head. Yes Yes Yes

2 {Luminance at lm distance 130,000 lux or above. Yes Yes Yes

3 |Color temperature 4000°-5000° degree kelvin or better. Yes Yes Yes

4 Ijight field diameter between 15 — 30 cm or better (required lux should be available within max. Yes Yes Yes
light field area}.

5 |Color rendering index 94 or more. Yes Yes Yes

6 |LED life 50,000 hours or more. Yes Yes Yes

7 |Temp. rise in surgical surface <2° C Yes Yes Yes

8 220V /50 Hz 1 phase. Yes Yes Yes

9  |Built-in rechargeable battery backup for at least 2 hours. Yes Yes

10 jAutoclaveable handles. Yes Yes

Remarks Responsive Responsive

Note:

1  M/S EASTREN MEDICAL is Non Responsive as per KNOCK DOWN CRITERIA.

2 M/S KASBAN INTERNATIONAL is Non Responsive as per KNOCK DOWN CRITERIA.
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Sheikh Zayed Medical College/ Hospital, Rahim Yar Khan
Technical Evaluation Statement (Financial Year 2021-22) on 28-10-2021
ADP Scheme "Programme For Revemping of Emergencies of Tertiary Care Hospital In Punjab {Sheikh Zayed Hospital, Rahim Yar Khan)"
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Sr.# ITEM NO. 3-L OUTLET Forceps M/s Med Impex

KNOCK DOWN CRITERIA (COMMERCIAL EVALUATION)

1 Original Reciept for Purchase of Tender Yes

2 An Affidavit (as per Speimen Performa on Stamp Paper of Rs. 100/ Yes

3 Copy of CDR/Bid Security|- Yes

4 Bid Validity Yes

5 Delivery Period Yes

6 Vaild Manufacturing Licence (Embassy Attested) Local

Remarks (Responsive/Non-Responsive) Responsive
Evaluation Criteria Score 74

Evulation parameter (quoted itmes/Equipment)

1 -|Exclusive /Sole authorization agreement form the Foreign Manufacturer. Local

5 Ct.:rtiﬁcat‘c from the Manufacttfrer that the after sales Servicesfbackup. Services shall be proYidcd joir_xtely with the local sole agent and incase of change of local agent, they Local
will provide the after sale services themselve for through newly oppointed agent for the period mentioned from the date of commissioning,.

3 Suhmi.ssion of vali.d legall)f enforceable exclusive au’Fhorization letter of manufacturer assuring full guarantee and warranty obligations as per enclosed manufacturer Local
authorized form with the bid document.

4 |Valid Manufacturing License of quoted itern Manufacturing embassy attested with certified documentary evidence of manufacturing site & location Local

5 The medical equipment offered from foreign countries of USA, Europe and Japan shall be eligible to participate and must bear FDAS10k, CE(MDD) or MHLW (Ministry of] Local
Health, Labor and Welfare) standard.

6 | A Certificate from the manufacturer that the installation will be conducted in conformity with the system requirements by following the professional approach. Local

7 |Satisfactory Past Performance of the bidder for quoted producat Local

8 {The firms shall also declare the make, model, country of origin and country of manufacturing of all standard accessories to be provided with the equipment. Local

9 The quoted mod?l of inllported produc1.: shall be availfiblc on the current official website of the manufacturer; otherwise the quoted product shall be considered obsolete/ Local
redundant and will straight away be rejected. (Web link and Screenshot must be attached)

10 |The bid must comply with the required technical specifications of the quoted single item/ complete package. Incomplete offer will siraightaway be rejected.

11" JAcceptance of terms and condition of tender documents duly signed and stamped :

Technical Specifications L

wriggly outlet forceps . T
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Sheikh Zayed Medical College/ Hospital, Rahim Yar Khan
Technical Evaluation Statement {Financial Year 2021-22) on 28-10-2021
ADP Scheme "Programme For Revemping of Emergencies of Tertiary Care Hospital In Punjab {Sheikh Zayed Hospital, Rahim Yar Khan}"
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Sr.# ITEM NO. 4-L-Senic Aid M/s Med Impex M/s Eastern Medical M/s Vital Care
KNOCK DOWN CRITERIA (COMMERCIAL EVALUATION)
1 l Original Reciept for Purchase of Tender Yes Yes Yes
2 An Affidavit (as per Speimen Performa on Stamp Paper of Rs. 100/- Yes Yes Yes
3 Copy of CDR/Bid Security Yes Yes Yes
4 Bid Validity Yes Yes Yes
5 Delivery Period Yes Yes Yes
Company profile
. . . Yes (Online Verfied No Registration page provided
6 Vaild Manufacturing Licence (Embassy Attested) Registration Certificate) ‘Certificate provided ] except registation
certificate
Remarks (Responsive/Non-Responsive) Responsive Non Responsive Non Responsive
- Evaluation Criteria 5corg 74 835 77
Evulation parameter {quoted itmes/Equipment)
I |Exclusive /Sole authorization agreement form the Foreign Manufacturer. Yes Yes Yes
Certificate from the Manufacturer that the after sales Services/backup Services shall be provided
2 jointely with the local sole agent and incase of change of local agent, they will provide the after sale Yes Yes Yes
services themselve for through newly oppointed agent for the pericd mentioned from the date of
commissioning,
Submission of valid legally enforceable exclusive authorization letter of manufacturer assuring full "
3 |guarantee and warranty obligations as per enclosed manufacturer authorized form with the bid Yes Yes Yeseol D b
?"‘ \‘\““’5 A
document. \ eSS e
_ Company pr&f\%\ a‘i“’&'&\;\\\&\ﬁ
4 Valid Manufacturing License of quoted item Manufacturing embassy attested with certified Vs No Registration page provit
documentary evidence of manufacturing site & location. Certificate provided | except regisration
: certificate
The medical equipment offered from foreign countries of USA, Europe and Japan shall be eligible to
5 [patticipate and must bear FDA510k, CE(MDD) or MHLW (Ministry of Health, Labor and Welfare) Yes Yes Yes
standard. K
A Cerlificate from the manufacturer that the installation will be conducted in conformity with the
6 Yes Yes Yes
system requirements by following the professional approach. : . &
7 |Satisfactory Past Performance of the bidder for quoted producat - "ﬁ* Yes
3 The firms shall also declare the make, model, country of or1gm and country of manufacturing of all Yes

standard accessories to be provided with the equipment. \ ool
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ITEM NO. 4-L-Sonic Aid

Sr.# M/s Med Impex M/s Eastern Medical M/s Vital Care

The quoted model of imported product shall be available on the current official website of the .

9 imanufacturer; otherwise the quoted product shall be considered obsolete/ redundant and will straight Yes Yes Yes
away be rejected. (Web link and Screenshot must be attached)

16 The bid must comply with th.c rcqu.ired technical §peciﬁcations of the quoted single item/ complete Yes Yes Yes
package. Incomplete.offer will straightaway be rejected. .

11 |Acceptance of terms and condition of tender documents duly signed and stamped Yes Yes Yes

Remarks (Responsive/Non-Responsive) Responsive Non Responsive Non Responsive
TECHNICAL SPECIFICATIONS
Model DD-901 DD-250 ES-102EX
Make Newman Medical UItrasoun'd Hadeco Inc
Technologies
Country of Manufacturer {Origin}: USA, EU, Japan USA UK Japan

DESKTOP FETAL HEART RATE DETECTOR - - -

1 |Desktop type Yes Yes Yes

2 |LCD display with visualization of at least fetal heart rate. Yes Yes Yes

3 |Ultrasound working frequency in the range 2MHz or more Yes Yes Yes

4 |High sensitivity equipment compatible probe: 2 MHz or more Yes Yes Yes

5 |Heart rate measurement range not smaller than 50-210 bpm Yes Yes Yes

6 |Audio output reproduction of the fetal heart rate with integrated speaker and headphones, Yes Yes Yes

7 JIntegrated Audio volume control system Yes Yes Yes

8 |Battery backup for 2hrs or more. Yes Yes Yes
Accessories: Yes Yes
. 10 bottles of gel for patient application. Yes Yes
. Local trolley with lockable casters Yes Yes

Remarksl Responsive Non Responsive

Note:

1 M/S EASTREN MEDICAL is Non Responsive as per KNOCK DOWN CRITERIA.

2

M/S VITAL CARE is Non Responsive as per KNOCK DOWN CRITERIA.




